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Screening for anaemia: evaluation of a
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SUMMARY The HemoCue haemoglobinometer was evaluated as part of a programme to screen

children aged 11-36 months for anaemia when they attended a routine immunisation clinic.
Paired capillary blood samples were collected and measured on the haemoglobinometer and on a

Coulter counter model S. Measurements made from bottle collected capillary samples were more
precise than those made from single drops of blood. After compensation for a fixed bias the
haemoglobinometer had a sensitivity of 0-85 and a specificity of 0-94 when used to detect
anaemia.

Careful attention must be paid to the method of blood collection. We suggest that cuvettes are

filled from bottle collected capillary samples rather than single blood droplets taken direct from
the finger. The haemoglobinometer was reliable, simple to use with the minimum of training, and
proved to be suitable for use in a community child health clinic.

Iron deficiency anaemia in children retards the
attainment of developmental milestones, causes
growth to slow down, and increases the risk of
infection.' 2 These factors have led to calls for
routine screening for anaemia in infants.5 The
ability to measure haemoglobin concentration
quickly, accurately, and with minimal trauma will
form an important part of any screening programme.
The HemoCue haemoglobinometer (Clandon

Scientific) is a portable machine that measures
haemoglobin by photometric assay with disposable
plastic cuvettes. Only 10 ,ul of blood is required and
the result is shown on a liquid crystal display within
60 seconds. It is accurate and precise when used on
mixed venous blood in laboratory conditions.6

This study was designed to evaluate the system in
an infant welfare clinic using finger prick blood
samples.

Subjects and methods

Parents of children aged 11 to 36 months attending
four different immunisation clinics in east London
were invited to participate in a programme to screen
their child for anaemia. Parents were approached on
arrival at the clinic and were given a short verbal and
written description of the test. The verbal informa-
tion was always given by the same person (AFM).

Translators were present, and the written description
was available in English, Urdu, Bengali, Punjabi,
and Gujarati. The screening test was always under-
taken after immunisation.

Finger prick blood was sampled using a spring
loaded lancet device (Autolet). No preparation
(such as warming the finger) was necessary. This
blood was collected into a 1-8 ml bottle containing
edetic acid. A cuvette was filled directly from the
finger (direct method) and a second cuvette was
filled from the specimen in edetic acid after it had
been carefully agitated (bottle method). Cuvettes
were measured immediately they had been filled.
The remainder of the specimen in edetic acid was
sent for routine laboratory analysis on a Coulter
counter 'S' at the Whipps Cross Hospital haemato-
logy laboratory.

Results that were below the 95% reference range
for haemoglobin concentration (<110 g/l) were
classified as anaemic.7

Standardisation of the HemoCue to the Coulter
counter was checked during the study using four
laboratory standards (range 83-114 g/l). Two cuvettes
were measured from each standard. This indicated a
mean (SEM) positive bias of 1-4 (0.9) g/l. The 95%
confidence interval was 5.1 g/l above and below the
mean. Calibration was checked daily using a control
cuvette and was never found to vary by more than
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1 g/l above or below the mean. No recalibration was
undertaken during the course of the study.

Accuracy was measured for each method by
calculating the mean and standard deviation of
differences between results from bottle method and
Coulter counter or direct method and Coulter
counter.8 The mean was a measure of bias, and the
95% precision range was the mean plus or minus
1*96 multiplied by the standard deviation.

If children were found to be anaemic they were
referred for further assessment and follow up.
Approval was obtained from both hospital and

district ethics committees.

Results

Of those offered the test, 65% agreed to be
investigated.
A total of 102 samples measured by both direct

and bottle methods and Coulter counter were
collected. Figs 1 and 2 show the accuracy and
precision of each method. Both methods show a
positive bias of between 3 and 4 g/l, but the bottle
method was more precise.
There was no significant difference in the precision

of either method in the first half of the study
compared with the second half. Experience of the
operator was therefore not a factor.
Table 1 shows the sensitivity and specificity of the
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Fig 1 Haemoglobin concentration measured by HemoCue
after direct collection and by Coulter counter S.
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Fig 2 Haemoglobin concentration measured by HemoCue
after bottle method collection and by Coulter counter 'S'.

Table 1 Validity ofeach methodbeforeandaftercorrection
for bias

Method of Validity
collection
of blood Sensitivity Specificity

(proportion of (proportion of
cases correctly cases correctly
classified anaemic) classified healthy)

Direct 70 90
Direct, corrected 80 82

Bottle 75 100
Bottle, corrected 85 94

Correction for bias= -4 g/l from each HemoCue result.

methods in both healthy and anaemic patients. The
effect of compensation for bias by subtracting 4 g/l
from each HemoCue result is shown. Table 2 shows
the detailed results using the bottle method compen-
sated for bias.

Haemostasis was achieved easily by pressing on a
clean paper tissue. Adhesive plasters were not used
because of concern that young children might
swallow them.
There were no complications after the finger

prick. The investigation was well received by parents.
The haemoglobinometer was simple to use, easily
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Table 2 Results using bottle method, corrected for bias

HemoCue Coulter results Total
results

Anaemic Healthy
(haemoglobin (haemoglobin
<110 gll) -1-0 gll)

Anaemic
(haemoglobin
<110 g/l) 34 4 38

Healthy
(haemoglobin
>110 gIl) 6 58 64

Total 40 62 102

portable, and reliable. No machine failure occurred
during the study.

Discussion

A high percentage of the population served by
Waltham Forest health authority originate from
India and Pakistan. There is much social deprivation.
A previous study from this health authority found a
prevalence of iron deficiency anaemia of 25% in
1 year old Asian children.9 A campaign to find and
treat iron deficiency anaemia was therefore con-
sidered a priority for the community paediatric
service.
Any screening test should be accurate (with a low

number of false positives and false negatives),
acceptable, and inexpensive. Unfortunately, no
single investigation can reliably separate all those
with and without iron deficiency. Haemoglobin
concentration is the most conveniently measured
variable, although the high incidence of haemo-
globinopathies in some groups complicates this. A
haemoglobin concentration of less than 110 g/l was
regarded as an indication for further assessment.7
The use of single finger prick samples (direct

method) was found to be unacceptably imprecise.
The large variation in finger prick sample values
compared with results from the Coulter counter was
probably caused by rouleaux formation and haemo-
dilution at the finger tip. The measurement of
capillary blood collected in a bottle seemed to
compensate for these errors and considerably
improved accuracy without adding to technical
difficulty. This technique makes the rapid and
accurate measurement of haemoglobin possible in a
busy clinic.
An important error was a fixed positive bias which

significantly reduced accuracy. The HemoCue
operating manual recommends the use of a single
standard specimen to check the calibration, in

addition to daily use of the control cuvette provided.
In this study four standard samples were used. This
calibration did not uncover the bias that was
subsequently noted over 102 pairs of specimens. A
spontaneous change in the performance of the
haemoglobinometer is unlikely to explain this
observation, as at no time did the control cuvette
indicate a change in calibration. The reason this bias
was undetected was probably the small number of
standardisation measurements used, as both the
HemoCue and Coulter counter have operating
errors. To allow for this we recommend that initial
calibration should be made using at least 30 measure-
ments from a number of standard specimens with a
wide range of values.8 The mean difference between
HemoCue results and sample values will indicate the
machine bias, which can then be recalibrated
accordingly. The control cuvette is then measured
on the machine and its value redesignated. Sub-
sequent quality control needs to be monitored
regularly.

After adjustment for bias, the bottle method
correctly classified 85% of the anaemic and 94% of
the healthy cases. The use of the bottle method
makes further investigation easier by collecting a
specimen that can be sent for analysis if the
haemoglobin concentration is low on first screening.
Taking finger prick samples with a spring loaded

lancet was simple and caused minimal upset. For a
routine screening test, capillary blood sampling has
considerable advantages over venepuncture. The
speed and ease of a finger prick sample is likely to
ensure satisfactory uptake. Venepuncture in infants
is often technically difficult, more time consuming,
and usually requires two members of staff. A
technique that only requires a single operator clearly
has advantages in any service constrained by lack of
funds or personnel.

It is difficult to estimate the cost of a screening
programme such as this. The haemoglobinometer
cost £434, and each microcuvette costs 25p and can
be used only once. Additional costs will be that of
bottles containing edetic acid and the lancets.
Greater expense will be for doctors' time, and the
expense of follow up investigations and counselling.
The fact that only one person is needed to administer
the test makes it attractive, and the immediate
availability of results means that counselling and
possibly treatment can be started at the same
interview. This saved considerable administrative
time and was popular with parents.

It has been stressed that equipment intended for
primary health care should be evaluated under
normal working conditions.6 This study evaluated
the HemoCue in the sort of clinic in which it will be
used. It is robust, portable, and simple to use. It

copyright.
 on M

ay 15, 2023 by guest. P
rotected by

http://adc.bm
j.com

/
A

rch D
is C

hild: first published as 10.1136/adc.64.10.1468 on 1 O
ctober 1989. D

ow
nloaded from

 

http://adc.bmj.com/


Screcninug foir (itItaemiia: evaluation ofa liaiem1oglobitnomnleter 1471

operates on rechargeable batteries and therefore
does not need a power socket. Careful attention
must be paid to methods of collecting blood and
calibrating the machine for optimal accuracy.
We conclude that the collection of blood into a

bottle for a mixed sample, rather than direct filling
from the finger prick, is more accurate and reliable.
The HemoCue is a useful instrument for the routine
screening of children for iron deficiency anaemia
within the community paediatric service although
those found to be anaemic require clinical assess-
ment, precise laboratory diagnosis, and careful
follow up.

We thank Dr C D'Silva and the medical laboratory scientific
officers from Whipps Cross Hospital haematology department for
analysing Coulter specimens and for assistance with calibration,
Mr J Clegg of Clandon Scientific, Mrs Inda Ford for translation,
and Dr P Thompson for advice and encouragement.
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