Device for continuous urine collection in the newborn

Sir,

I read the detailed description given by Lund et al.1 with great interest. Two years ago, while studying very preterm babies, I began to use an almost identical system. Since then I have made several modifications which have increased its versatility, simplified the changing of the slings, and greatly improved its acceptability for use with very small and immature subjects (Figure).

As our nursery is equipped with three different kinds of incubator it is inconvenient to use apparatus which matches the fittings of only one particular model. I therefore designed a Perspex tray, 62 × 33 cm, which can replace the mattress in the base of any incubator. A double slope was made to keep the apparatus shallow (height 7.5 cm) so that the baby remained in the normal nursing position within the incubator, and at the same time provided a sufficiently steep angle in the base of the tray for efficient urine drainage. Each end of the apparatus base consisted of a shallow Perspex 'valley' which sloped from either side at an angle of 15°; the central V was 3.5 cm below the top of the tray at either end and sloped lengthways towards the centre of the apparatus at 5°, reaching a drainage tube where the ends met. This arrangement gave excellent urine drainage despite the fairly shallow lengthways slope, as the urine tended to form a small rivulet in the central groove. In any case the flow could still be increased by using the incubator base tipping mechanisms which were not obstructed.

The most convenient arrangement was to lead the drainage tube out of the incubator through one of the low hood ports and then collect the urine into disposable plastic plasma transfer packs. Being expandable these bags required no venting, and being outside the incubator hood, modifications—such as collecting into a dry ice container—were easier and safer to make.

In response to comments from nurses about the awkwardness of fixing the sling with stainless steel rods we used velcro and this made sling-changing a quicker and easier procedure. Two 2 cm strips of the ‘hooked’ side of velcro were stuck either side of the tray and 3 strips at either end, and each cloth sling had the ‘fur’ side sewn along each edge.

The last modification was to substitute a softer, finer material for the 30 × 20 threads/inch nylon mesh which was used initially; although the nylon was satisfactory for the larger more mature babies it was too abrasive against the skin of smaller ones, particularly those below 1250 g. We now use georgette, a much softer, finer material with 100 threads/inch which we find allows the rapid passage of urine without absorbing any and which retains all but the most fluid of stools. Because of its very fine composition the edges of the sling which are stretched over the sides of the Perspex need to be reinforced with cotton or similar material. Even this material has produced a slight soreness over the knees and malleoli on babies of about 1 kg after 2 or 3 days’ use.

Reference


M G Coulthard
Princess Mary Maternity Hospital,
Great North Road,
Newcastle upon Tyne NE2 3BD

Henoch-Schönlein purpura after yersiniosis

Sir,

Henoch-Schönlein purpura has been associated with many infective agents, but I have been unable to find any reports connecting it with Yersenia enterocolitica infection. A 5½-year-old girl was admitted with a 1-week history of abdominal pain and a 2-day history of tender ankle joints and purpuric rash on the legs. On admission typical Henoch-Schönlein maculopapular purpuric rash was noted on the buttocks and on the extensor surface of the legs. The ankle joints were tender and swollen. She complained of abdominal pain, and there was blood in the stool. Blood pressure and temperature were normal. Antibody titre against Y. enterocolitica serotype 3 was 200 at admission and 50 ten days later. Stool culture was negative. IgA was moderately raised and there was slight proteinuria. Platelet count, bleeding time, prothrombin, C₅ complement, and barium enema were normal.

In the first week after admission she continued to have severe abdominal pain and was given prednisone 20 mg
Device for continuous urine collection in the newborn.

M G Coulthard

Arch Dis Child 1982 57: 322
doi: 10.1136/adc.57.4.322

Updated information and services can be found at:
http://adc.bmj.com/content/57/4/322.1.citation

Email alerting service

These include:
Receive free email alerts when new articles cite this article. Sign up in the box at the top right corner of the online article.

Notes

To request permissions go to:
http://group.bmj.com/group/rights-licensing/permissions

To order reprints go to:
http://journals.bmj.com/cgi/reprintform

To subscribe to BMJ go to:
http://group.bmj.com/subscribe/