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The LAVA (Lateral flow Antigen Validation and Applicability) 2 Study for COVID-19 
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2. Background 

During the ongoing COVID-19 pandemic, testing of children for COVID-19 has become an 

area of substantial need and intense scrutiny. The current gold-standard method for SARS-

CoV-2 diagnosis is the reverse transcriptase polymerase chain reaction (RT-PCR), performed 

on a sample from the respiratory tract. This diagnostic test identifies fragments of viral RNA 

which are specific to SARS-CoV-2 and amplifies them. It can detect even relatively low levels 

of RNA in people who have contracted the virus but have not yet developed a high viral load 

or symptoms. It can also detect RNA after the live virus has cleared, but fragments of the 

virus’ RNA remain. This test has a high analytical sensitivity and specificity. However, 

obtaining an adequate specimen is more difficult in children as the test is uncomfortable 

and not always well tolerated. This means that the diagnostic sensitivity is approximately 

80%(1). Nevertheless, RT-PCR currently remains the most accurate method of detection of 

SARS-CoV-2. Logistical issues around RT-PCR mean that the availability and usability of the 

test is reduced. This is due to a combination of factors including testing site capacity, 

processing capacity and the time taken to process and report the results by centralised 

laboratories. The net result is that the high sensitivity and specificity of RT-PCR is offset by 

the time lag for result reporting. In acute hospitals, these delays can lead to poor patient 

flow through clinical areas, overuse of personal-protective equipment (PPE) or late 

recognition of nosocomial transmission. Thus, rapid testing is of particular importance in 

identifying highly infectious individuals, for example people who are about to undergo a 

high-risk aerosol generating procedure (AGP), enter a crowded emergency room, or for 

rapid investigation of localised outbreaks. 

 

Alternative methods and modalities of testing have been explored, in particular the use of 

anterior nasal swabs to detect the SARS-CoV-2. Salivary RT-PCR is also under investigation(2, 

3) but is affected by some of the limitations of performing RT-PCR on any sample, as 

described above. An alternative method of detection of SARS-CoV-2 is the use of antigen 

testing using a lateral flow device (LFD)(4). Antigen based tests are designed to directly 

detect SARS-CoV-2 proteins produced by replicating virus in respiratory secretions. Most 

antigen rapid diagnostic tests use a sandwich immunodetection method using a simple-to-

use lateral flow test format similar to a pregnancy test. Antigen detection tests have several 
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advantages compared  to RT-PCR; 1) it can be performed on an anterior nasal swabs- a 

specimen which we have shown is much more acceptably obtained in children-, 2) the 

results can be rapidly processed using a commercial kit at the bedside, with a result being 

available within 30 minutes of the sample being taken, and 3) it is less expensive to perform 

an antigen test compared to RT-PCR, 4) it is intended to detect patients who are infectious 

and will not detect those who are still shedding non-infective viral particles. The trade-off 

for ease-of-use and rapid turnaround time of antigen tests is a decrease in sensitivity 

compared to RT-PCR, particularly if the person has a low viral load (e.g. they are early or late 

in the disease) because the levels of antigens present in the upper respiratory tract might 

fall below the threshold for detection. Laboratory testing suggests that the analytical 

sensitivity is approximately 50% overall, but this increases to approximately 90% when the 

viral load is >60,000 (RT-PCR cycle threshold <27)(5). Contrary to some media reports, the 

performance of lateral flow antigen tests to detect people harbouring live, culturable virus, 

has been shown to be good compared to PCR, where results can be positive when there is 

no viable virus detected(6).  The specificity of antigen tests has consistently been reported 

to be very high, with recent clinical screening in a schools setting showing a specificity of 

99.6%(5). Thus, if the antigen test is positive then it is very likely that it is a true result, and 

the person does have COVID-19. Antigen-detection tests are therefore primarily being used 

to detect infectivity of an individual, rather than being used as a clinical diagnostic test for 

COVID-19.  

 

The potential application of LFDs to defeat COVID-19 are evident, with several clinical 

scenarios below demonstrating areas where comparing the performance of RT-PCR to LFD 

could improve the care of children and improve the safety of staff in hospital. However, 

evaluation of the performance of these tests in clinical settings is essential before full 

implementation in routine clinical practice is advised in order to understand opportunities 

and limitations. 

 

At present, all children are tested for COVID-19 with RT-PCR when they are admitted to 

hospital, regardless of their symptoms. During the winter months, when more children with 

respiratory symptoms will seek medical care, current guidance recommends isolation or 

cohorting of these patients within hospital until their SARS-CoV-2 test is back(7). However, 
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of the study. 118/322 (36%) underwent lateral flow testing simultaneously with routine 

screening for COVID-19 whilst an inpatient on ICU, HDU or the transplant ward. 

 

 

 

Symptom Number (%) 

n=25 

Fever 8 (32%) 

Cough 13 (52%) 

Shortness of Breath 8 (32%) 

Wheeze 3 (12%) 

Runny nose 6 (24%) 

Ear Ache 1 (4%) 

Lethargy 5 (20%) 

Off feeds / reduced intake 2 (8%) 

Myalgia 1 (4%) 

Abdominal pain 2 (8%) 

Vomiting 3 (12%) 

Rash 1 (4%) 

Headache 2 (8%) 

Seizures 2 (8%) 

Table 1. Symptoms in symptomatic children undergoing lateral flow testing 

 

Patients and parents pain scores were collected whenever possible. Children who had a 

parental pain score recorded for the anterior nasal swab but not for the nose and throat 

swab were excluded from analysis as these children were undergoing peri-operative 

swabbing and had already undergone a swab before their operation. Children who found 

the previous swab too distressing may have opted not to have the peri-operative swab so 

inclusion of these scores could skew the data. Analysis was performed by testing for 

normality, which was not found, and therefore paired Wilcoxon Rank Sum Test was 

performed. The median child reported pain score for the anterior nasal swab was 0/10 (IQR 

0-2) and for the nose and throat swab was 4/10 (IQR 2-4). The median parent reported pain 

score for the anterior nasal swab was 0/10 (IQR 0-2) and for the nose and throat swab was 

6/10 (IQR 2-8). 
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to help to inform a power calculation. The findings show that the majority of children have 

high CT values. Approximately half of the positive results were in patients undergoing 

screening/admission swabs as inpatients and half were in patients attending for pre-

operative screening. There was a range of CT values in both groups.  

 

Lessons Learnt for LAVA 2 study 

- Recruitment: The method of recruitment used for this study was time consuming for 

the research nurses and was difficult for patients to undertake remotely and return. 

We have developed electronic consent forms using Redcap which can be emailed to 

patients and completed online without needing to be emailed back. 

- Recruitment: The uptake of the study was generally good. The concerns which 

parents expressed related to being concerned that an additional swab may be 

distressing to their child and the risk that an elective surgical procedure may be 

cancelled. We have shown that the anterior nasal swabs are associated with no or 

very mild pain in the vast majority of cases, making them an acceptable test. Given 

the parental concern about cancellation of elective procedures we will always gain 

consent before performing a peri-operative swab. 

- Training: Training of the use of lateral flow devices was effectively performed and 

very few test failures were observed. The roll-out of staff testing using the same 

device means that all staff are now trained in the use of the kit and reduces the 

burden of staff training for LAVA 2. 

- Data collection: Data collection using the power-app at Alder Hey had positive and 

negative aspects. Real-time data collection meant that it wasn’t time consuming or 

difficult, however, issues with connectivity meant that at times it was frustrating. A 

new data collection form has therefore been developed which can be completed 

contemporaneously or retrospectively but photographs are still requested. These 

can be uploaded in retrospect to the patient record. 

 

3. Research Questions: 

All outcome measures relate to comparison of the Innova Lateral Flow Device (LFD) 

performed on an anterior nasal swab compared to RT-PCR performed on a nose 

and throat swab or ET aspirate. 

BMJ Publishing Group Limited (BMJ) disclaims all liability and responsibility arising from any reliance
Supplemental material placed on this supplemental material which has been supplied by the author(s) Arch Dis Child

 doi: 10.1136/archdischild-2022-324353–140.:137 108 2023;Arch Dis Child, et al. Harwood R



Version 5 IRAS: 292509 

3rd June, 2021 

 11 

1. Primary Outcome Measure:  

a. The association of LFD result (positive/negative) taken from an anterior 

nares swab compared to RT-qPCR finding (Cycle Threshold Values)  

b. The association of LFD result (positive/negative) taken from a buccal 

swab compared to RT-qPCR finding (Cycle Threshold Values)  

2. Secondary Outcome Measures - to be addressed through previous iterations of 

the protocol: 

a. The sensitivity of the LFD compared to RT-PCR with CT <28 

b. The sensitivity of the LFD compared to RT-PCR with CT <33 

c. The overall sensitivity of the LFD compared to RT-PCR. 

d. The overall specificity of the LFD compared to RT-PCR. 

e. Sub-analysis 

i. The sensitivity of the LFD compared to RT-PCR performed on nose 

and throat swabs (overall and high viral load). 

ii. The sensitivity of the LFD compared to RT-PCR performed on 

endotracheal (ET) aspirates (overall and high viral load). 

iii. The sensitivity of the LFD compared to RT-PCR performed on 

anterior nasal swabs (overall and high viral load). 

iv. The sensitivity of the LFD compared to RT-PCR performed on 

buccal swabs (overall and high viral load). 

v. Comparison of the sensitivity of LFD to RT-PCR in nose and throat 

swabs taken in awake patients and those taken under anaesthetic. 

 

4. Rationale for this work: 

As the prevalence of COVID-19 is once again high in the UK, the need for effective 

testing strategies is essential. Whilst combined nose and throat RT-PCR currently 

remains the gold standard diagnostic test, alternative testing modalities may provide 

benefits that cannot be realised using RT-PCR. Point of care testing has the potential to 

rapidly identify infective patients that may improve the management of the patient and 

enable better protection of staff. LFDs have been shown to have a very high specificity 

when used in clinical and non-clinical settings(5). Laboratory testing has shown that the 

sensitivity of the test is high when the viral load is high, but when low numbers of 
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plaque forming units are present, the sensitivity is reduced. Whilst this means that the 

LFD is not a diagnostic test, it does mean that it has utility in detecting patients who 

pose a risk to infecting others. This is particularly important in in children undergoing an 

aerosol generating procedure. These children are currently having a nose and throat 

swab performed up to 72 hours pre-operatively when attending for an elective 

procedure, or upon admission if they are admitted as an emergency. Current Personal 

Protective Equipment (PPE) is determined by the level of prevalence of COVID-19 in the 

UK, along with the patient’s pre-operative swab result(12). The time delay between a 

swab being performed and the operation taking place means that a person who was 

incubating but not shedding the virus could be doing so at the point that they undergo 

anaesthetic. Using a LFD immediately pre-operatively may allow this to be detected and 

enables the protection of healthcare workers by either delaying the procedure or 

wearing aerosol precaution PPE. It may also protect other children in the hospital by 

ensuring that other AGPs such as extubation are performed in theatre, rather than in 

the recovery area. Conversely, we know that a person can remain PCR positive for a long 

time after they have had the virus, when they have very low levels of virus within their 

body. This may mean that children’s operations are delayed due to a positive swab 

when they no longer pose a risk to those around them. Utilising an LFD rather than PCR 

in this situation may result in children not being inappropriately delayed for surgery. 

Stratification of risk using LFDs could be implemented in other areas of the hospital. 

Performing an LFD test when children are admitted enables rapid identification of 

children who pose the most risk to those around them if positive, ensuring that they are 

isolated appropriately and that PPE is used, reducing the risk to healthcare workers and 

other patients in hospital. 

 

Furthermore, lateral flow tests are being used in schools. By matching lateral flow with 

RT-PCR in children’s hospitals, understanding of the utility of lateral flow testing in 

schools at times of increased prevalence will be increased. 

 

Innova LFD tests can be performed on nose and throat swabs or anterior nasal swabs. 

Anterior nasal swabs are being used in this study for two reasons. Firstly, as shown in 

the pilot study, they are far more acceptable for children compared to nose and throat 
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swabs. This means that, particularly for children who have to undergo repeated 

swabbing, they are much more amenable and less distressed by the experience. 

Secondly, LFDs may not only have a role in clinical settings but also in community 

settings such as schools. Repeated acquisition of a nose and throat swab as a screening 

tool in schools will be untenable for both children and staff. Testing the devices using a 

swab which is more acceptable and can safely be obtained by an untrained individual is 

essential before they move into mainstream use. 

 

5. Design 

This will be a multi-centre comparative study of a medical device. 

 

6. Basic Demographic Data/subjects 

Any child < 18 years of age who has had a positive RT-PCR swab within the past 72 

hours within a participating centre. 

 

7. Methods 

Inclusion criteria:  

1. Child with a recent positive PCR (within the past 72 hours) which was not paired 

with a lateral flow test. 

 

Exclusion criteria:  

None. 

 

Training and Engagement 

Training and engagement of staff in this study is key to its success and therefore 

sufficient emphasis should be placed on the role out of training for both using the 

LFD and recording the results of the study in each site. The method of delivery of 

training will differ according to site set-up but linking with the laboratory, the point 

of care team, nurse educators and nursing and clinical leads within each department 

is essential. Training will be delivered by the study team in person, whenever 

practical to do so, to each site who will then disseminate training locally. A detailed 

SOP and video is available for performing and training for using the lateral flow test. 
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Identification of participants 

Children who have had a positive RT-PCR within the last 72 hours (whether or not it 

was paired with a lateral flow test) will be identified either by a member of the direct 

care team or by a member of the research team.  

 

Information and consent 

The pilot study has shown that the anterior nasal swab is associated with 

significantly less pain than the nose and throat swab and is therefore a very 

acceptable test. Buccal swabs are routinely performed in clinical practice and are 

also generally viewed as acceptable swab types for children and young people. 

Parents will be approached by the direct care team, or a member of the research 

team to discuss the study with the family. If the family are happy to receive further 

information  they will request the patient or parent’s email address. They will then 

be approached by email link to read the PIS and consent to gain consent for entry 

into the study. 

Consent for all patients will be taken electronically using a study and patient-specific 

weblink which is emailed to the parent/guardian or patient. This will be based in 

RedCap and has been created by the Liverpool Clinical Trials Unit. Each centre will 

have access to their own patients’ records and completed forms will be held securely 

on the University of Liverpool’s server.  

Details taken within the electronic consent will enable accurate identification of each 

child using their local hospital number so that as they move through the hospital 

system these details will be able to be used to accurately identify which children are 

consented to be in the study, rather than using a study number to do so. The 

consent form will be held on the Redcap system, be emailed, given or posted to 

parents and will be placed into the patient notes. 

 

Procedures 

Children will undergo three additional swabs - two which will be taken from the 

anterior nose for the lateral flow test and the RT-PCR and one from the cheek just 

inside the mouth for the lateral flow test. 
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Prior to performing the anterior nasal swab, any nasal mucous will be removed by 

wiping or blowing the nose if a child is coryzal and then a thin swab will be rubbed 

on the inside of the nose, below the level of the inferior turbinate. It will be rolled 5 

times along the mucosa inside each nostril. This may tickle or cause some children to 

sneeze but is very unlikely to be painful. There is a risk of the swabbing causing a 

nosebleed, but this is no more likely to occur than during other routine swabs that 

are currently taken in clinical practice for surveillance of other infections such as 

Methicillin-resistant Staphylococcus aureus (MRSA). The buccal swab will be rubbed 

inside the cheek for approximately 10 seconds. 

 

Children who have had a recent positive RT-PCR in the previous 72 hours which was 

not already paired with a lateral flow test will be approached. Participating in the 

study will entail having an additional two anterior nasal swabs for the lateral flow 

test and for RT-PCR. 

 

Study process (Participant): 

After a child, their family or both, have agreed to participate in the study they will 

undergo two anterior nasal swabs and a buccal swab. If the child or family do not 

want 3 additional swabs performing, they can opt just to have a lateral flow test 

swab performed as a buccal or anterior nasal swab. If the repeat PCR swab is 

negative the family will still be asked to continue isolation on the basis of the initial 

positive swab, in line with government guidance. The family will be informed of the 

results of the LFD or the PCR if they are positive. 

 

Children who have been discharged from the hospital and whose swab is then 

returned positive, or who have had a swab performed as an outpatient which is 

positive, will be approached by the study team to return for the repeat RT-PCR swab 

and lateral flow swab. Families will be asked to travel by private transport to avoid 

infecting others. They will be offered re-imbursement for their travel costs from 

their home address to and from the hospital. 
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therefore this is recommended in this event. Both tests should be recorded within 

RedCap or on the CRF and the specimens will be disposed of in clinical waste. 

 

Clinical Data Collection(13): 

This will be performed using a RedCap based system which is being built and 

validated by the Liverpool Clinical Trials Unit. Consent for the study will be taken 

through a patient and family portal into the system. Nursing and medical staff who 

have been trained to perform LFD swabs and the LFD assay will be given access to 

the system. They do not need to be GCP trained in order to do this. This will 

maximise recruitment of patients from within one centre and will ensure that the 

flow of data about each patient is accurate, whilst still ensuring that the patients and 

their family remain fully informed about the study. The system will allow for patient 

lists to be made to enable accurate identification of patients who are recruited to 

the study e.g. lists of children attending for outpatient swabbing for each day which 

will be complied by an administrator. The data from the LFD will be recorded in the 

patient notes and contemporaneously in the data collection tool. 

 

The following data will be held about the patient: 

 

First 3 letters of postcode: 

Hospital number 

Sex 

DOB 

 

Reason for swab 

1. Screening for elective admission / procedure 

2. Peri-operative swab 

3. Symptomatic child of member of staff 

4. New admission to hospital 

5. Routine screening of inpatient 

6. Clinical suspicion of SARS-CoV-2 in inpatient 

7. Known positive 
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Symptoms 

Fever 

Cough 

Shortness of breath 

Wheeze 

Runny nose 

Sore throat 

Ear ache 

Lethargy 

Off feeds / reduced oral intake 

Myalgia 

Abdominal pain 

Vomiting 

Diarrhoea 

Rash 

Headache 

Seizures 

Reduced consciousness 

Asymptomatic 

 

Date swabs taken: 

Specimen type used for lateral flow device: Buccal, Anterior Nasal 

Lateral flow device result: positive / negative / test failure 

If test failure, reason for failure: 

Absent control line 

Unable to confidently differentiate whether result line is present or absent 

Other, Details: 

Unknown 

Second lateral flow assay result if initial test failure: positive / negative / test failure 

If test failure, reason for failure: 

Absent control line 
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Unable to confidently differentiate whether result line is present or absent 

Other, Details: 

Unknown 

Specimen used for RT-PCR: Anterior nasal, Nose and throat swab or ET aspirate: 

 If nose and throat - taken awake or under general anaesthetic 

RT-PCR swab result: 

Results of swab: SARS-CoV-2 detected / SARS-CoV-2 not detected 

Cycle threshold of RT-PCR if positive:  

Machine used to determine CT: 

Laboratory used to determine CT: 

 

The results of RT-PCR will be entered by a research administrator into the database. 

 

Correlation assay in participating centres 

A correlation assay will be performed using the PCR assays and machines used to 

analyse nose and throat swabs in participating centres. This will enable external 

quality assurance to be undertaken and will enable differences in CT values to be 

accounted for. 2x7 specimens of inactivated SARS-CoV-2 along with a negative 

control will be given to participating laboratories in logarithmic increments of 

PFUs/ml to determine the CT value associated with known viral load. The specimens 

will be provided by E Adams at the University of Liverpool. A comparison of CT 

values can then be undertaken between centres and standardised to enable 

appropriate comparison. 

 

8. Data Monitoring 

The steering committee will operate under the terms of reference stated within 

Appendix 1. They will oversee the data monitoring process and will undertake any 

required reviews, within some or all centres that are required. 

Data monitoring will be devised and undertaken by the sponsor who will report to 

the steering committee. 

 

9. Data Management 
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which is to determine the relationship between CT value and LFD result, both taken 

with an anterior nasal swab. The results collected to date will be used to describe 

the specificity of the test. Known positive patients will be approached to enable 

selective recruitment of known positive patients. The number of RT-PCR positive 

paired swabs required to answer the primary study question remains 24. 24 paired 

swabs for buccal and 24 paired swabs for anterior nasal samples will be required. 

Some patients may have both swab types performed and therefore contribute to the 

numbers for both of these targets. Five centres will be requested to recruit 7 

patients each. Prior to closure of the study, the CT values of the results will be 

reviewed to ensure that the range of CT values required to answer the study 

question are represented. 

 

11. Statistical Analysis 

An interim analysis of the primary outcome will be performed by the PHE 

mathematical modelling team 6 weeks and 9 weeks after the first centre has started 

to recruit patients to monitor whether the expected number of positive patients 

have been recruited and that these patients are displaying the expected range and 

distribution of CT values required to answer the study question. If an insufficient 

number of positive patients have recruited, proportional to overall recruitment, the 

steering group will meet to discuss whether it will be necessary to increase the 

recruitment target. When sufficient numbers of positive patients have been 

recruited in order to answer the study question, the study will be terminated early. 

Demographic details of patients included in the study and their patient group will be 

described.  

The primary outcome will be analysed by using ‘corrected’ CT values based on 

external quality control findings and evaluating these compared to the findings of 

the lateral flow device (positive or negative). Results will be analysed using 

univariate logistic regression analysis and will be displayed using a ROC curve to 

display sensitivity. 

Statistical significance will be taken as p<0.05 to determine the relationship between 

the two variables. 
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Secondary outcomes will be analysed using a 2x2 contingency table determined by 

the outcome which is being examined. McNemar’s test will be used to determine the 

Sensitivity and Specificity of the test under the conditions being assessed. 

Prevalence will be used to determine the PPV of the LFD in each of the 

sensitivity/specificity secondary outcomes described above.  

 

12. Approvals required for this work 

The work described in this protocol will be undertaken following Research and Ethics 

Committee review. Sponsorship will be provided by Alder Hey Children’s Hospital. 

 

13. Dissemination 

Anonymised results of this work will be shared with Public Health England and will 

be published in an open-access peer reviewed journal. 

 

  

BMJ Publishing Group Limited (BMJ) disclaims all liability and responsibility arising from any reliance
Supplemental material placed on this supplemental material which has been supplied by the author(s) Arch Dis Child

 doi: 10.1136/archdischild-2022-324353–140.:137 108 2023;Arch Dis Child, et al. Harwood R



Version 5 IRAS: 292509 

3rd June, 2021 

 23 

References 

 

 

1. Mohammadi A, Esmaeilzadeh E, Li Y, Bosch RJ, Li J. SARS-CoV-2 Detection in Different 

Respiratory Sites: A Systematic Review and Meta-Analysis. medRxiv. 2020. 

2. Wyllie AL, Fournier J, Casanovas-Massana A, Campbell M, Tokuyama M, Vijayakumar 

P, et al. Saliva or Nasopharyngeal Swab Specimens for Detection of SARS-CoV-2. N Engl J 

Med. 2020;383(13):1283-6. 

3. Chong CY, Kam KQ, Li J, Maiwald M, Loo LH, Nadua KD, et al. Saliva is not a useful 

diagnostic specimen in children with Coronavirus Disease 2019. Clin Infect Dis. 2020. 

4. CEBM. What tests could potentially be used for the screening, diagnosis and 

monitoring of COVID-19 and what are their advantages and disadvantages? 2020 [Available 

from: https://www.cebm.net/wp-

content/uploads/2020/04/CurrentCOVIDTests_descriptions-FINAL.pdf. 

5. PHE. Preliminary report from the Joint PHE Porton Down & University of Oxford 

SARS-CoV-2 test development and validation cell: 

Rapid evaluation of Lateral Flow Viral Antigen detection devices (LFDs) for mass community 

testing:. PHE: Public Health England Porton Down and University of Oxford SARS-CoV-2 LFD 

test development and validation cell; 2020. 

6. Pekosz A, Cooper C, Parvu V, Li M, Andrews J, Manabe Y, et al. Antigen-based testing 

but not real-time PCR correlates with SARS-CoV-2 virus culture. medRxiv. 2020. 

7. RCPCH. National guidance for the management of children with bronchiolotis and 

lower respiratory tract infections during COVID-19 2020 [Available from: 

https://www.rcpch.ac.uk/resources/national-guidance-management-children-bronchiolitis-

during-covid-19#recommendations---on-admission-to-paediatric-ward---hdu. 

8. Singanayagam A, Patel M, Charlett A, Lopez Bernal J, Saliba V, Ellis J, et al. Duration 

of infectiousness and correlation with RT-PCR cycle threshold values in cases of COVID-19, 

England, January to May 2020. Euro Surveill. 2020;25(32). 

9. Jefferson T, Spencer E, Brassey J, Heneghan C. Viral cultures for CoVID-19 infectivity 

assessment - a systematic review. medRxiv. 2020. 

10. Gniazdowski V, Morris CP, Wohl S, Mehoke T, Ramakrishnan S, Thielen P, et al. 

Repeat COVID-19 molecular testing: correlation with recovery of infectious virus, molecular 

assay of cycle thresholds, and analytical sensitivity. medRxiv. 2020. 

11. Cevik M, Tate M, Lloyd O, Maraolo AE, Schafers J, Ho A. SARS-CoV-2, SARS-CoV, and 

MERS-CoV viral load dynamics, duration of viral shedding, and infectiousness: a systematic 

review and meta-analysis. The Lancet Microbe. 2020. 

12. RCPCH. National guidance for the recovery of elective surgery in children 2020 

[Available from: https://www.rcpch.ac.uk/resources/national-guidance-recovery-elective-

surgery-children. 

13. NICE. Evidence standards framework for SARS-CoV-2 and anti-SARS-CoV-2 antibody 

diagnostic tests. 2020. 

 

 

 

  

BMJ Publishing Group Limited (BMJ) disclaims all liability and responsibility arising from any reliance
Supplemental material placed on this supplemental material which has been supplied by the author(s) Arch Dis Child

 doi: 10.1136/archdischild-2022-324353–140.:137 108 2023;Arch Dis Child, et al. Harwood R



Version 5 IRAS: 292509 

3rd June, 2021 

 24 

Appendix 1. 

 

The Lateral Flow Antigen Applicability and Validity (LAVA) 2 study Steering Group Terms 

of Reference 

 
Purpose 

The purpose of the steering group is to carry out the following tasks: 

• To determine the Primary and Secondary aims of the study 

• To critically review the study methodology 

• To monitor recruitment at each site 

• To monitor for any safety issues 

• To oversee data monitoring within the study period and undertake reviews of processes within 

centres in collaboration with the CI and PI when data discrepancies are detected within the audit 

process.  

• To be responsible for the analysis of the data and the production of any reports or publications 

or both resulting from this study. 

 

Membership 

• The steering group will be made up of a multi-disciplinary team of stakeholders in the testing of 

children for COVID-19 in the UK in clinical settings. 

 

Defining Roles/Duties 

• Simon Kenny will act as chair of the steering committee 

• PIs for each centre will report on their centre’s experience of the study and identify any 

successes and challenges which are important for the group when the study is ongoing. 

• The CI will have oversight of the running of the study at each site and is responsible for 

determining and communicating any problems which arise 

• Nick Gent and Hannah Williams will undertake determining the sample size required to answer 

the study question and statistical analysis of the results of the study. 

 

Quorum 

Meetings can be held if either the chief investigator or Professor Kenny are able to attend with a 

minimum of three members of either the PIs or the steering group. 

 

Meetings 

• The steering group will meet virtually, in part or in full, on alternate weeks during the study 

period to identify any problems and to review the data monitoring which has been occurring. 

• Additional meetings will be called in the event of a serious breach of protocol (identified by the 

PI or CI) and 48 hours’ notice will be given in the event of this occurring. 

• Minutes of the meetings will be taken and distributed to the study group as a whole. 

 

Authority 

Decisions will be taken by the group as a whole, with a process to meet consensus whenever possible. 

Professor Kenny makes the final decision if an occasion arises when there is not consensus within the 

group.  

 

Reporting 

Minutes will be taken for each meeting and will be shared amongst the group within a week of each 

meeting. 

 

Dissolving the Steering Group 

• The group will be dissolved when the study is completed, written up and published. 
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