New Apparatus


An Oxygen Chair

P. C. W. GOMEZ,* J. P. D. KEANEY, K. G. ROGERS, and D. G. CARTER
From Derbyshire Children’s Hospital; and Derbyshire Royal Infirmary, Derby

Hypoxia plays an important role in the cause of death of infants who die of acute lower respiratory tract infections (Morrison, 1955; Disney et al., 1960). Heycock and Noble (1956) found the highest mortality (8% of 108 babies) was in the 6-months or under age-group, and they attributed this to hypoxia. It is for this group that our apparatus is specifically designed†. Flenley (1967) has suggested that the tension of the inspired oxygen must be such that the partial pressure of oxygen at mitochondrial level is at least 10 mm. Hg. Since often the disease resulting in this disturbance of blood gases is viral in origin (Holzel et al., 1963; Elderkin et al., 1965), oxygen is the mainstay of therapy, antibiotics playing only a minor role (Davis and Wedgwood, 1965). Morrison (1955), Heycock and Noble (1956), and Disney et al. (1960) all found that high concentrations of oxygen were required for the satisfactory management of these cases.

Lower respiratory tract infection is the greatest single cause of death in children from the end of the first month to the end of the first year. Though antibiotics have reduced the number of deaths from respiratory tract infection, infants have benefited less than older children. This is associated with the more important role of viruses as infecting agents in this age-group. Bacterial infection was responsible for only 6 of the 22 deaths in infants and young children in Newcastle (Gardner et al., 1967). Elderkin et al. (1965) isolated viruses in 31% of cases of bronchiolitis and 33% of cases with pneumonia. When they took a rising titre of antibodies into account, then viral infections accounted for 62% of the cases of bronchiolitis and 42% of those with pneumonia.

The need for improved oxygenation in these babies is vital. Morrison (1955) showed that oxygen tents, as commonly employed, did not achieve a sufficiently high oxygen concentration. Simpson and Flenley (1967) confirmed that the administration of 40% oxygen cannot be relied upon to produce a normal arterial Po2.

Currently available tents used in the administration of oxygen in paediatric practice fall short of the ideal in the following ways. High concentrations of oxygen cannot be achieved in most tents. In those in which levels of 60% can be achieved, the oxygen required, as measured by the flow rate in litres per minute, is uneconomical (i.e. 20 litres per minute). In addition, a considerable period is necessary before these concentrations are achieved. In those tents measured by us the maximum concentration could not be achieved in under 30 minutes, with an oxygen flow rate of 20 litres per minute. Examination of the child, changing the baby’s nappies, or even feeding, interferes with the oxygen concentration inside the tent; which falls abruptly when only one zip is opened during feeding or when carrying out other procedures (Simpson and Russell, 1967). Consequently, an accurate trend of arterial Po2 cannot be established as a guide to therapy, since blood gas measurements cannot be obtained under standard conditions.

Though satisfactory humidification of up to 90-95% relative humidity (RH) may be achieved in an oxygen tent, the cooling systems employed result in this humidity being achieved at low temperatures. When gases in this environment are inspired, they are warmed to near body temperature at the expense of a marked drop in RH. In view of the tachypnoea associated with these illnesses, it is important to maintain a high RH in the respiratory tract if water loss and electrolyte imbalance are to be avoided. That this water loss may pass unnoticed is alluded to by Harrison and Finberg (1959), who state that a water loss equivalent to 10-15% of body weight can occur in this way without clinical signs of dehydration: this water loss leads to hypernatraemia, which may be a cause of hyperpyrexia.

Received June 10, 1968.

*Present address: Department of Paediatrics, Charing Cross Group of Hospitals, Fulham Hospital, London W.6.
†A patent is pending for this apparatus.
An Oxygen Chair

Apparatus

The apparatus described here is capable of administering high concentrations of oxygen at RH 90–95%. The chair has been designed particularly for infants with lower respiratory tract infection, or with cardiac failure secondary to pulmonary disease or to congenital heart abnormalities.

It comprises a wide-angle seat (120°) on a semicircular support which is fixed to a flat base 30 × 60 cm. (1 × 2 ft.). The seat is tilted backwards 10° from the horizontal base, and the baby is held in the seat by a waist and crotch strap. These are made of 2.5 cm. (1 in.) wide webbing and are held together by Velcro fastening. The wide angle of the seat and the 10° backward tilt seat the baby in such a way that the legs do not interfere with abdominal movements. This feature is considered important as babies rely a great deal on diaphragmatic breathing. Since their respiratory reserve is low, it is important to nurse them in a position optimal for such breathing.

The head and shoulders of the infant are covered by a transparent plastic head piece 24 cm. long by 24 cm. wide by 19 cm. deep, which is hinged at the upper end of the chair. It can be raised, either to put the infant in the chair, or if naso-pharyngeal aspiration is required.

The inlet of the head piece is contoured to the curve of the baby’s chest and shoulders and, at its highest point, is 15 cm. from the back of the chair. This allows a space between the baby’s chest and the head piece of about 2.5 cm. in the case of small infants and about 1.25 cm. in the case of big babies.

The chair has been constructed in the hospital workshop from sheeting 25 mm. (0.1 in.) thick. It weighs only 3½ kg. and can be easily fitted into a small cot.

A low flow rate nebulizer is incorporated and this is connected to the back of the chair by 3.8 cm. Perspex tubing. The chair is illustrated in Fig. 1a and Fig. 1b.

Discussion

The oxygen concentrations achieved at given oxygen flow rates are higher than in tents currently available. The Table shows oxygen concentrations, measured with a Beckman Paramagnetic Oxygen Analyser, in a number of tents as used in routine practice in the ways specified by the manufacturers. Multiple readings were made at each flow until a constant reading was obtained.

Using this chair, it was found that oxygen concentrations up to 80% were achieved within five minutes of turning on the oxygen at the required flow rate. The flow rates required to provide a given oxygen concentration are shown in Fig. 2.

Examination of the infant may be carried out without interfering with the level of oxygen inspired (Fig. 3). It is found possible even to change the infant’s nappies, to tube feed, to carry out ECGs, or to obtain brachial artery samples while the infant’s head remains within the head piece. CO₂ build-up within the hood is not a problem as this is washed out by the inflowing oxygen, as was shown by the fact that no rise in arterial Pco₂ was recorded in children maintained on flows of 1–2 l/min. during the recovery phase of their illness.

FIG. 1.—The chair (a) with hood closed (b) with hood open.
The temperature in the head piece is usually between 25·5° C and 27° C. As the rest of the body can be exposed, overheating of the infant is never a problem. Since an RH of 90-95% is achieved in the head piece at a higher temperature than in tents, there is less fall in RH when these gases are inspired and are warmed to near body temperature.

Summary
An apparatus is described which allows infants to be nursed at high oxygen tensions. It consists of a plastic chair and hood. High oxygen concentrations at low flow rates can be achieved, and with a high relative humidity. Easy access to the patient is available without altering the oxygen concentration inspired.
An Oxygen Chair

We would like to thank Dr. L. Arthur, Dr. A. Conchie, and Dr. W. Gomes of the Derbyshire Children’s Hospital, Derby, for their encouragement and for allowing us to study the effects of nursing their patients in the chair; and Dr. B. M. Laurance, Professor of Paediatrics and Child Health, Makerere University Medical School, Kampala, Uganda, Dr. B. Kay, Consultant Anaesthetist at the Derbyshire Royal Infirmary, Derby, and Dr. B. Powell, Memorial Hospital Peterborough for their help and advice; and Mr. B. Wilks, for photographs.

REFERENCES


The following articles will appear in future issues of this Journal:


Prognosis for Babies Born to Diabetic Mothers in Edinburgh. By James W. Farquhar.

Adrenocortical Response to Stress in Newborn Infants. By D. Methven Cathro, Constance C. Forsyth, and Jenny Cameron.

Disaccharides and Cystic Fibrosis of the Pancreas. By I. S. E. Gibbons.

Monosomy for a G Autosome. By D. N. Challacombe and Angela Taylor.

A Translocation (Bq1 : Cq1) in a West Indian Family and a Report of a Second Family Showing a Possible Long Arm Group B Translocation. By Marigold J. Thorburn, Elaine H. McNeil Smith-Read, and John E. Peck.

Plasma and Red Cell Iron Turnover in Protein Calorie Malnutrition. By Mostafa Khalil, Hassan Awwad, and Mohammed Hafez.


Influence of Aetiology on Prognosis in Surgically Treated Infantile Hydrocephalus. By A. N. Guthkelch and N. A. Riley.


Serum Levels of Immunoglobulins in Marasmic Infants. By Samir S. Najjar, Mona Stephan, and Raja Y. Asfour.


Cardiofacial Syndrome. Congenital Heart Disease and Facial Weakness, a Hitherto Unrecognized Association. By Glen G. Cayler.

Typhoid Fever in African and Indian Children in Durban. By Joan Scrugg, Carol Rubidge, and H. L. Wallace.
