Fractional measurements of sweat osmolality in patients with cystic fibrosis

E SIMMONDS,* M ALFAHAM,* R PROSSER,* AND M D PENNEY†
Departments of *Paediatrics and †Chemical Pathology, Royal Gwent Hospital, Newport

SUMMARY After pilocarpine iontophoresis the change of sweat concentration during collection was studied by vapour pressure osmometry in 24 patients with cystic fibrosis and 24 healthy controls. There was a continuous but proportionate fall in sweat concentrations during the collection period. Mean (SD) initial sweat concentration in the control group was 154-4 (32-6) mmol/kg falling, after 50 μl of sweat produced, to 92-9 (15-8) mmol/kg. In the cystic fibrosis group it was 315-9 (35-8) mmol/kg falling to 247-4 (24-9) mmol/kg. Despite different rates of fall in concentrations, separation of the two groups was maintained throughout. We conclude that there are implications for the potential improvement of the predictive value of the sweat test.

The sweat test remains the most reliable laboratory procedure to confirm the clinical diagnosis of cystic fibrosis.1 2 Despite attempts to develop new procedures3-5 the method of sweat collection and analysis used in most centres is still based on that originally described by Gibson and Cooke.6

Reliable diagnosis by this method requires that a volume of sweat exceeding a predefined minimum is collected to avoid analytical error.7 A recent study of the association between the sodium concentration and weight of sweat obtained by the Gibson and Cooke method in children with and without cystic fibrosis suggested that the predictive value of the test may be improved8; by plotting sweat weight against sodium concentration it was possible to separate the group with cystic fibrosis from the control group, when previously overlap had existed. Implicit from the analysis was that sweat sodium concentration is inversely related to the volume of sweat produced and that the concentration falls during the collection.

Developments in osmometry and sweat collection techniques have now made the direct measurement of sweat osmolality possible.9-11 The capillary sweat collection system (Macrodust), carried out as recommended by the manufacturers, collects sweat in fractions, but pools or cumulates the completed collection for analysis.

Using the Macrodust system the present study was carried out to determine if more diagnostic information could be obtained from fractional sweat concentrations than from the conventional procedure using pooled samples.

Subjects and methods

Twenty four patients who fulfilled the clinical criteria for cystic fibrosis and who had all previously been shown to have abnormal sweat test results by the method of Gibson and Cooke (minimum sweat weight 100 mg, sodium concentration >60 mmol/l, chloride concentration >60 mmol/l) were matched with 24 healthy control subjects. There were 11 boys and 13 girls with a mean age of 10·0 years (range 5–15 years) with cystic fibrosis, and the normal control group comprised 15 boys and nine girls with a mean age of 8·3 years (range 1–13 years). Ethical approval was granted by the South Gwent ethical committee.

Sweat collection was carried out using a modified Wescor Macrodust system (Chem Lab Instruments). The modification allowed the reuse of concave collector discs by replacing the central capillary tube with polythene tubing 0·8 mm diameter×120 mm (Hilger Analytical). Sweating was stimulated using 25 mm diameter×5 mm 2% agarose in water discs containing 0·5% pilocarpine, and iontophoresis was induced for five minutes. After thorough cleaning of the skin, sweat was subsequently collected from the stimulation site for 30 minutes. The capillary tube was then gently clamped at both proximal (to the skin) and distal ends of the fluid using fine artery forceps and carefully removed from the
The tubing was placed on a level surface and the clamps released. Unfilled distal tubing was trimmed using a scalpel, and sweat was drawn from this end in 10 µl aliquots with an automatic pipette. To minimise diffusion effects all measurements of osmolality were carried out within 30 minutes of collection using a precalibrated Wescor Vapour Pressure Osmometer 5500.

Statistical analysis was by unpaired Student’s t test, cumulative frequency analysis, and linear regression analysis.

Results

The individual values and amount of sweat collected (to the nearest complete 10 µl) are shown in fig 1. There was a consistent and significant fall in osmolality throughout the collection in both groups. As only the initial 10 µl of sweat collected is common to all patients and controls the cumulative frequency distributions of the initial data on sweat osmolality are plotted in fig 2. The data are normally distributed within both groups with complete and parallel separation.

The influence of sweat production rate (as measured by 30 minute volume) on the osmolality of the first aliquot of sweat was studied by linear regression analysis. No significant correlation in either group was established (cystic fibrosis group r=0.04, p>0.05; control group r=0.08, p>0.05).

It is possible to calculate the sweat osmolality

Table Sweat rates and osmolalities of both pooled sweat and the initial 10 µl collected from 24 normal children and 24 children with cystic fibrosis. Values are expressed as mean (SD)

<table>
<thead>
<tr>
<th></th>
<th>Normal children</th>
<th>Children with cystic fibrosis</th>
<th>t</th>
<th>p</th>
<th>Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Sweating rate (ml/min)</td>
<td>1.14 (0.64)</td>
<td>1.25 (0.67)</td>
<td>0.58</td>
<td>&gt;0.5</td>
<td></td>
</tr>
<tr>
<td>Osmolality of pooled sweat</td>
<td>134-2 (31-4)</td>
<td>289-4 (31-7)</td>
<td>17.0</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Range</td>
<td>88-199</td>
<td>236-348</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Osmolality of initial sample</td>
<td>154-4 (32-6)</td>
<td>315-9 (35-8)</td>
<td>16.3</td>
<td>&lt;0.001</td>
<td></td>
</tr>
<tr>
<td>Range</td>
<td>98-202</td>
<td>244-382</td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>
Fractional measurements of sweat osmolality in patients with cystic fibrosis

result that would have been obtained in an individual subject by the conventional procedure of pooling sweat before analysis—this is simply achieved by calculating the mean result of all the fractions. As observed, there is potential for overlap of the groups if the volume of sweat is not taken into account (that is, comparison of a patient with cystic fibrosis who produced a large volume of sweat and a normal control subject who produced only a small volume). The difference between the range of sweat osmolality values obtained from the group with cystic fibrosis and that from the normal control group is highly significantly different on comparison of the calculated pooled osmolality values (table). The significance is not further enhanced by examination of the initial 10 μl sweat volume fraction, but by analysis of the subsequent sweat concentrations better separation and improved significance can be achieved.

Fig 3 Mean and 95% confidence intervals of the sweat osmolality measurements for each of the first five fractions of sweat collected in normal children (●) and children with cystic fibrosis (○).

Fig 4 Rate of reduction of mean sweat osmolality (log scale) and sweat volume collected in normal children (●) and children with cystic fibrosis (○).

Discussion

There is increasing evidence that measurement of sweat osmolality is a reliable method for the diagnosis of cystic fibrosis. Our results of pooled individual data would concur with the range of diagnostic values established by others.5-11 In the two groups
studied we have shown that there is clear diagnostic separation. This parallel separation of cumulative frequency plots of initial sweat osmolality is, as far as we are aware, the first time that the influence of volume on the concentration achieved has been excluded.

The production of sweat in fractions has permitted the study of changes in sweat concentration with volume. There is a dramatic reduction in sweat concentration as the volume of sweat that is produced increases, and thus the origin of potential overlap of groups is apparent. In practice, however, the use of the only consistent fraction between subjects—that is the first aliquot of sweat—as a discriminant of groups would not seem to offer an advantage over pooled sweat collected in the conventional manner. The reason for this is the fortuitous advantage of studying a pool rather than just one aliquot, accentuating the differing proportional rates of sweat osmolality reduction in the two groups. It should be emphasised, however, that separation has been achieved at all volumes of sweat. There is no obvious minimum sweat volume necessary for diagnostic discrimination and if this volume exists, it is currently dependent only on the restrictions of instrumentation.

How much longer the sweat test will remain as the basic diagnostic laboratory investigation for cystic fibrosis is open to conjecture now that molecular biology techniques are being developed.12-14 Irrespective of its long term role in this regard, however, we believe the changes in sweat concentration may have important implications for the application of sweat solute analysis for other metabolic disorders and in the overall understanding of the physiology of sweat production. For the near future the sweat test will continue as the laboratory investigation of choice to confirm the diagnosis.

In this study we have confirmed that measurement of sweat osmolality is a reliable analytical method. The need for only a small quantity of sweat means that problems in obtaining sweat in children who are poor producers of sweat, or in neonates, may be overcome. Moreover, we have shown that diagnostic difficulties resulting from borderline results may be overcome by a fractional technique and the application of appropriate reference intervals, particularly if high overall sweat volumes can be achieved.

We thank the paediatricians at the Royal Gwent Hospital, and Dr M Goodchild at the University Hospital of Wales, Cardiff, for permission to study their patients with cystic fibrosis, and the parents and children who took part in the study for their cooperation. We also acknowledge the assistance of the medical illustration department, and the expert secretarial help we had from the pathology department, Royal Gwent Hospital.

References


Correspondence to Dr MD Penney, Department of Chemical Pathology, Royal Gwent Hospital, Newport, Gwent NP1 2UB.

Accepted 14 July 1989