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ABSTRACT
Background Pneumonia is the largest cause of child 
deaths in low- income countries. Lack of availability 
of oxygen in small rural hospitals results in avoidable 
deaths and unnecessary and unsafe referrals.
Method We evaluated a programme for improving 
reliable oxygen therapy using oxygen concentrators, 
pulse oximeters and sustainable solar power in 38 
remote health facilities in nine provinces in Papua New 
Guinea. The programme included a quality improvement 
approach with training, identification of gaps, problem 
solving and corrective measures. Admissions and deaths 
from pneumonia and overall paediatric admissions, 
deaths and referrals were recorded using routine health 
information data for 2–4 years prior to the intervention 
and 2–4 years after. Using Poisson regression we 
calculated incidence rates (IRs) preintervention and 
postintervention, and incidence rate ratios (IRR).
Results There were 18 933 pneumonia admissions and 
530 pneumonia deaths. Pneumonia admission numbers 
were significantly lower in the postintervention era 
than in the preintervention era. The IRs for pneumonia 
deaths preintervention and postintervention were 2.83 
(1.98–4.06) and 1.17 (0.48–1.86) per 100 pneumonia 
admissions: the IRR for pneumonia deaths was 0.41 
(0.24–0.71, p<0.005). There were 58 324 paediatric 
admissions and 2259 paediatric deaths. The IR for child 
deaths preintervention and postintervention were 3.22 
(2.42–4.28) and 1.94 (1.23–2.65) per 100 paediatric 
admissions: IRR 0.60 (0.45–0.81, p<0.005). In the years 
postintervention period, an estimated 348 lives were 
saved, at a cost of US$6435 per life saved and over 
1500 referrals were avoided.
Conclusions Solar- powered oxygen systems supported 
by continuous quality improvement can be achieved 
at large scale in rural and remote hospitals and health 
care facilities, and was associated with reduced child 
deaths and reduced referrals. Variability of effectiveness 
in different contexts calls for strengthening of quality 
improvement in rural health facilities.
Trial registration number ACTRN12616001469404.

INTRODUCTION
Pneumonia is the leading cause of child deaths 
in low- income and middle- income countries, 
including in Papua New Guinea (PNG), a tropical 
country in the Western Pacific.1 2 Hypoxaemia is 
the major complication causing death in childhood 

pneumonia.3 4 In previous studies in provin-
cial referral hospitals, we showed that improved 
oxygen systems, which include a reliable source of 
oxygen therapy using oxygen concentrators, and 
pulse oximetry for detection of hypoxaemia, can 
reduce mortality from pneumonia by up to 35%.5 
However, in rural areas in low- income countries, 
most sick children present to district hospitals and 
health centres, where there are no reliable sources 
of therapeutic oxygen. Hypoxaemia occurs in many 
other common childhood conditions that present 
to primary health facilities: sepsis, febrile enceph-
alopathy, bronchiolitis, asthma, tuberculosis, HIV- 
related lung disease, malaria, perinatal problems, 
trauma,3 6–8 as well as obstetric emergencies and 

What is already known on this topic?

 ► Pneumonia is the largest cause of death in 
children globally, and hypoxaemia is the major 
complication causing death.

 ► Oxygen therapy is life saving, but most health 
facilities in rural areas in low- income countries 
do not have reliable oxygen supplies.

 ► Many rural health facilities lack reliable power, 
and this limits the use of oxygen concentrators 
and other basic technology and provision of 
essential health services

What this study adds?

 ► It is feasible to scale up solar- powered oxygen 
therapy in rural health facilities in low- income 
and middle- income countries, and this requires 
multiple technical, clinical and management 
inputs and needs to be supported by continuous 
quality improvement.

 ► Solar- powered oxygen therapy and quality 
improvement in rural health facilities reduces 
death rates from pneumonia and other common 
conditions in children and reduces referrals.

 ► Variability of effectiveness of health 
interventions in rural health facilities and 
district hospitals calls for a stronger focus on 
quality improvement, education and problem 
solving, and much greater support for human 
resources.
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acute and chronic respiratory and cardiac disease in adults.9 10 
Therefore, reliable oxygen systems in rural health facilities may 
reduce deaths from pneumonia, reduce child mortality overall 
and greatly improve the way health clinics and hospitals serve 
the needs of communities.

A major barrier to improving oxygen systems in rural and 
remote settings has been unreliability of power, such that 
concentrators are unable to function because of limited power 
and are damaged by surges in power. Other barriers include the 
long- term reliability of medical devices in such settings, costly 
and challenging logistics of installation of health infrastruc-
ture in regions where roads are poor or in remote islands. Lack 
of preventative maintenance and capacity for repairs is also a 
barrier to health technology in remote settings. Furthermore, 
there has been a lack of recognition of the importance of oxygen 
as an essential service, difficulties identifying hypoxemia without 
pulse oximetry, limited training of health workers in the recog-
nition and management of hypoxaemia and lack of financial 
investment in quality health services.

In PNG as in many countries, there is a significant child 
mortality gradient between rural and urban areas. To address 
this, health infrastructure and quality need to be improved, and 
oxygen and power are components of this. We report the results 
over 7 years of a large- scale study of solar- powered oxygen 
systems in 38 rural health facilities in nine provinces of PNG 
with a total population of over 1.3 million, where we aimed to 
overcome these barriers.

METHOD
The implementation of this programme has been described in 
detail elsewhere.11 In brief, we implemented a programme for 
improving reliable oxygen and sustainable power in 38 remote 
health facilities, equipment used included Airsep Elite 5 L/min 
concentrators (Chart Industries, New York), Lifebox pulse oxim-
eters ( www. lifebox. org), oxygen analysers (Maxtec O2 analyzer, 
Utah, USA) to monitor the performance of concentrators, 4.9 
kW solar power system using 18 240 W solar panels, which 
was designed to produce on average 11.44 kWh/day power 
and a battery back- up, designed to provide 3 days’ autonomy 
at 80% depth of discharge (see online supplemental appendix 
I).11 12 Initial steps included community engagement, selection 
of participating health facilities, the specifications and design 
of the solar and oxygen systems, healthcare worker training, 
engineering and maintenance capacity, logistics and programme 
implementation.11 Community engagement involved meetings 
with provincial and district health staff to understand needs 
at the health facility level and where oxygen fitted into prior-
ities, and to hear the experiences of staff in caring for children 
with pneumonia and the potential effect of improving oxygen 
on referral patterns. We selected health facilities on the basis of 
high community burden of pneumonia, lack of reliable source of 
oxygen, limited or unreliable power, and staff being committed 
and enthusiastic to participate. The roll- out of the intervention 
occurred in 2015–2017: most of the facilities were covered 
throughout 2015 to March 2016, two in late 2016 and three 
in 2017.

The settings
The 38 health facilities had wards for overnight care of children. 
Most were in rural districts. The catchment population of the 
health facilities was 1.3 million, out of a total PNG population 
of 8.8 million. The median number of beds was 10 for children 
and 4 for newborns. Twelve of the health facilities had doctors. 

All health facilities had one or more nurses: the median number 
was four. Eighteen of the health facilities had a trained paedi-
atric nurse, and the rest were general trained nurses. All health 
facilities had one or more community health workers (median 
number of seven).

Training and continuous quality improvement
We used the WHO guidelines for the Clinical Use of Oxygen in 
Children13 and the WHO Hospital Care for Children training.14 
The training was practical, repeated on several occasions (typi-
cally annually in a regional training course, but this involved 
different healthcare workers from these facilities each time) and 
was reinforced on health centre visits by the provincial paedi-
atricians. The content and delivery of the training is described 
in a previous paper but covered pneumonia care, oxygen 
therapy, the clinical management of other common illnesses in 
newborns and children, monitoring and supportive care.11 We 
taught healthcare workers how to monitor the performance of 
oxygen concentrators using oxygen analysers and about regular 
weekly maintenance. Training was hands- on and practical and 
emphasised continuous improvement, sharing of experiences 
and problem solving. Further details of the continuing educa-
tion programme is described in online supplemental appendix 
II. Quality improvement was supported by district visits from 
the paediatrician and a technician trained in oxygen and solar 
equipment every 4–6 months and involved on- site training, trou-
bleshooting of identified problems, facilitation of local problem 
solving, audit and feedback.

Data collection and sample size
We gathered data from each of the health facilities on all admis-
sions for children aged birth to 13 years of age: number of 
admissions and number of deaths, number of pneumonia admis-
sions and deaths, number of neonatal admissions and number of 
deaths, and number of referrals. Data were collected per year for 
each facility. The intervention was introduced in 2015–2017; 
most of the facilities were covered throughout 2015 to March 
2016, two in late 2016 and three in 2017. Preintervention data 
were for the years 2012–2016 depending on when the interven-
tion was introduced in the health facility. Postintervention data 
were gathered from the time of intervention installation in each 
facility until July–August 2019, when the last round of health 
facility visits was conducted.

The data were collected from the health facility admission and 
discharge record books, which are generally kept meticulously 
by senior nursing staff in PNG. Each facility has a record book, 
and details of every admission is entered manually; the data 
include patient name, contact address, diagnosis at admission 
and discharge, and outcome.

The primary outcome was a difference in mortality from 
pneumonia between preintervention and intervention eras. 
Secondary outcomes were overall paediatric mortality, neonatal 
mortality and rate of referrals.

In the process of initial engagement with health facilities and 
gathering baseline data, we assessed the quality of data. Initially, 
we gathered data from seven additional health facilities, which 
did not receive the infrastructure intervention, often for several 
reasons: poor road conditions that would not allow a vehicle 
carrying equipment to access the health centre (n=3); the health 
centre was in a state of disrepair (n=3); and there was inadequate 
baseline data quality (n=7).11 These seven health facilities were 
excluded and other health facilities that fulfilled the criteria for 
participation were chosen to replace them; hence, some facilities 
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received the intervention later, in 2016 and 2017. Data avail-
ability and quality were assessed throughout; the data on a given 
health facility for a given outcome were used in the analysis if 
the admission record book was complete and kept up to date. To 
do this, we checked to see there were no missing pages or dates, 
such as weeks or months missing when there were no entries and 
no other explanation (such as the health facility was closed for a 
period), and that basic data: name, date of birth/age, diagnoses 
and outcomes were all filled in. Because some facilities had gaps 
in data quality over the period of the study, only health facili-
ties that maintained good quality data in the preintervention and 
postintervention eras were included in each analysis (pneumonia 
deaths, overall paediatric mortality, neonatal deaths and refer-
rals). Thus, the number of health facilities with data that could 
be used for each analysis differed (table 1 and Results).

Cost analysis
Detailed costs of the intervention were kept throughout the 
project (table 2). These included costs of equipment and infra-
structure, logistics and installation, clinical, technical and quality 
improvement training and maintenance. While there were econ-
omies of scale, we averaged costs for an individual health facility 
to provide information on the indicative cost to conduct this 
intervention out in any given health facility. The cost per life 
saved was calculated as the overall costs divided by the estimated 
number of deaths avoided.

Other data collected
We also gathered data on healthcare workers perceptions of the 
programme, and maintenance requirements of the equipment, 
and these will be reported elsewhere.

Statistical analysis
For each health facility, data were available for up to 4 years 
preintervention and postintervention (details in online supple-
mental appendix II). For each variable collected, the average 
number per year preintervention and postintervention was 
calculated by hospital; these averages were used in all analyses. 
For the primary and secondary analyses, we included health 
facilities if they had good quality data from both preintervention 
and intervention eras for that outcome.

For each outcome, Poisson regression with random inter-
vention effects15 was used to estimate the overall incidence 
rate ratio (IRR): the incidence rate (IR) postintervention 
divided by the IR preintervention, and the overall IR prein-
tervention and postintervention. This method allows for 
inclusion of data from all health facilities, including those 
where the preintervention or postintervention IR was zero 
and also allows for heterogeneity in the effect of the inter-
vention between health facilities.

We estimated the number of lives saved in the postinterven-
tion period by the difference between observed and expected 
mortality. Expected mortality was based on mortality in the 

preintervention period, and the number of deaths averted in 
subsequent years of observation was calculated by applying 
the same mortality IR as in the preintervention period and the 
IRR. Thus: number of deaths avoided = (preintervention IR × 
postintervention admissions) – (preintervention admissions × 
IRR × preintervention IR).

Data analysis was conducted using Excel (Microsoft) and Stata 
version 16.1.

Sample size calculations
The sample size calculation was based on an anticipated 25% 
reduction in the primary outcome of pneumonia mortality, 

Table 1 Summary of admissions and deaths for all children, pneumonia, births, neonatal deaths and referrals

Total paediatric 
admissions
37 hospitals

Paediatric deaths
37 hospitals

Pneumonia admissions
36 hospitals

Pneumonia deaths
36 hospitals

Births
35 hospitals

Neonatal deaths
35 hospitals

No of paediatric 
referrals
35 hospitals

Pre- intervention 31 158 1392 10 228 377 33 633 370 2262/21 455 *

Post- intervention 27 166 867 8705 153 30 776 349 1062/22 235 *

Total 58 324 2259 18 933 530 64 409 719 3397

*Total admissions denominator is different because the two provincial referral hospitals were excluded from this analysis.

Table 2 Programme costs overall and for one health facility

Item
Item cost 
(US$) Number

Total cost 
(US$)

Solar and oxygen equipment

  Solar power system, including battery 41 000 1 41 000

  Nasal oxygen prongs 3 200 600

  Oxygen concentrators – 5 L/min 648 3 1944

  Sureflow flowmeter Airsep 550 1 550

  Lifebox pulse oximeter 250 3 750

  Oximeter sensor probes (five per oximeter) 30 15 450

  Uninteruptable power supply units 200 2 400

  Oxygen analyser: flow and concentration 385 1 385

  Paediatric cannula, 7 feet 3 100 300

  Cannula tubing, 25 feet 6 100 600

  Intermediate infant cannula 7 feet 3 100 300

  Neonate cannula, 7 feet 3 100 300

  Cannula tubing, 15 feet 4 100 400

  Connectors 1.50 5 8

Spare parts for oxygen concentrators

  Filter, internal 12.50 1 13

  Filter, external foam 3 1 3

  Sieve beds 5 L 185 1 185

  Compressor 220 v 180 1 180

  Circuit board concentrator 170 1 170

Logistics and installation

  Delivery of equipment to health centre 3000 1 3000

  Installation costs 2000 1 2000

  Cost per health centre 53 537

Overall programme costs

  Sea freight 18 000

  Air freight 27 000

  Vehicle fuel and maintenance 10 000

  Training – clinical, technical and quality 
improvement

150 000

  Total programme costs 205 000 /38 * 5395

  Total cost per health facility 58 932

Overall costs 2 239 416

* total number of participating health facilities
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from an estimated baseline of 4%–3%, with 90% power, 
requiring 7295 children with pneumonia in each arm. The 
study was also adequately powered to detect a 20% reduc-
tion in both overall paediatric mortality and referrals to 
tertiary centres.

Ethics approval and consent to participate
The project was registered by Australian New Zealand Clin-
ical Trials Registry. The study protocol is published.11 The data 
collection was based on routine reporting, so no individual 
patient consent was required by the ethical review committees.

RESULTS
Table 1 shows the admissions, deaths for the preintervention 
and postintervention eras, overall, for pneumonia, births and 
neonatal deaths, and referrals. On- line appendix III shows the 
data for each health facility.

Pneumonia admissions and deaths
Thirty- six health facilities had good quality preintervention and 
intervention data for pneumonia admissions and deaths. In the 
preintervention era, there were 10 228 pneumonia admissions 
and 377 pneumonia deaths (IR 2.83 deaths per 100 pneumonia 
admissions, 95% CI 1.98 to 4.06). In the postintervention era, 
there were 8705 pneumonia admissions and 153 pneumonia 
deaths (IR 1.17 deaths per 100 pneumonia admissions, 95% CI 
0.48 to 1.86). Pneumonia case numbers were significantly lower 
in the postintervention era than in the preintervention era: a 
median of 63 pneumonia cases (IQR 24–134) in the preinter-
vention era and 37 (IQR 14–87) in the postintervention era. 
The estimated IRR for pneumonia deaths postintervention was 
0.41 (0.24–0.71, p<0.005). If the pre- era mortality and IRR 
are applied to the postintervention era, there were 145 pneu-
monia deaths averted in the first 3 years [(0.0283×8705) – 
(0.41×0.028 × 8705)].

Figure 1 shows the change in incidence of pneumonia deaths 
in all health facilities. There was heterogeneity in outcomes 
between facilities, including five health facilities where the pneu-
monia death IR increased.

Overall paediatric admissions and deaths
Thirty- seven health facilities had good quality preintervention 
and intervention data for overall paediatric admissions and 
deaths. In the preintervention era, there were 31 158 paediatric 
admissions and 1392 deaths (IR 3.22 deaths per 100 paediatric 

admissions, 95% CI 2.42 to 4.28). In the postintervention era, 
there were 27 166 admissions and 867 deaths (IR 1.94 deaths per 
100 paediatric admissions, 95% CI 1.23 to 2.65). Paediatric case 
numbers were similar in the preintervention and postinterven-
tion eras: a median of 115 (IQR 72–309) in the preintervention 
era and median of 121 (IQR 34–263) in the postintervention 
era. The estimated IRR for paediatric deaths postintervention 
was 0.60 (0.45–0.81, p<0.005). If the pre- era mortality rate 
was applied to the postintervention era, there were 348 deaths 
averted in the first 3 years [(0.0322×27 166) – (0.6×0.0322 × 
27 166)]. Figure 2 shows the change in incidence of paediatric 
deaths in all health facilities. Again there was variability in effec-
tiveness by site.

Referrals
Thirty- five health facilities had good quality preintervention and 
intervention data for referrals; two were excluded as they were 
provincial hospitals that were the recipient hospital of referral 
from health centres and district level hospitals, not from where 
onward referrals were made. These two provincial hospitals 
made no onward referrals in the intervention era. Another health 
centre was excluded because of inadequate data quality on refer-
rals. In the preintervention era, there were 2262 children referred 
from these 35 health facilities to provincial or tertiary hospitals 
(10.5% of all 21 455 paediatric admissions from these 35 health 
facilities). The preintervention IR for referrals was 11.29%. In 
the postintervention era, there were 1062 referrals (4.8% of all 
22 235 paediatric admissions in these 35 health facilities). The 
postintervention IR for referrals was 4.14 (2.29–6.00). The esti-
mated IRR postintervention was 0.37 (0.25–0.53). Based on the 
preadmission rate of referrals, the number of referrals avoided 
was 1582 (0.113 × 22 235 – (0.37×0.113 × 22 235).

Births and neonatal deaths
For births and neonatal deaths, 35 health facilities had good 
quality data in the preintervention and intervention eras. In the 
preintervention era, there were 33 633 births and 370 neonatal 
deaths (mortality rate 12.3 neonatal deaths per 1000 births, 
95% CI 11.2% to 13.5%). In the postintervention era, there 
were 30 776 births and 349 neonatal deaths (mortality rate 11.5 
deaths per 1000 births (95% CI 10.4 to 12.8). The estimated 
preintervention and postintervention IR were 7.9 per 1000 
births (5.7–10.9) and 8.8 per 1000 births (5.5–12.1), respec-
tively. The estimated IRR for neonatal deaths postintervention 
was 1.11 (0.76–1.62, p=0.58).

Figure 1 Change in incidence rate of pneumonia deaths in all health 
facilities.

Figure 2 Change in incidence rate of paediatric deaths in all health 
facilities.
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Costs
It is relatively inexpensive to provide oxygen concentrators and 
pulse oximeters; however, solar power is expensive, especially in 
remote areas, as are implementation costs. The cost per health 
facility was approximately US$58 932, including oxygen and 
solar equipment, installation and logistics, maintenance and 
training over 4 years (table 2). Over the course of the formal 
training, on- site support and continuous quality improvement, 
all health workers who manage children in these 38 facilities had 
training and hands- on assessment of skills.

The total cost of US$2 239 416 (average of $58 932 in each 
of the 38 health facilities) means that cost per paediatric death 
averted was $6435.

DISCUSSION
How to reduce the high rates of pneumonia mortality among 
children in remote and rural settings in low- income countries, 
how to achieve sustainable energy and green health facilities and 
how to improve quality of healthcare for poor communities are 
three big issues in health globally. This study showed that a solar- 
powered oxygen programme supported by quality improvement 
was associated with reductions in overall paediatric mortality by 
40%, mortality from pneumonia by over 50% and a reduction 
in referrals from health centres and district hospitals across nine 
rural provinces in PNG. The broader message is that investment 
in basic infrastructure, training and quality improvement can 
save lives in low- income and middle- income countries, even in 
remote areas.

The infrastructure included oxygen concentrators, pulse 
oximetry, oxygen analyers and solar power. While previous 
studies have shown oxygen in referral hospitals in developing 
countries improve outcomes,5 16 17 no study has been done at 
large scale involving primary healthcare in district healthcare 
settings, where mortality has been measured. Quality improve-
ment inputs included training in clinical paediatric care and 
oxygen therapy, small group problem solving and sharing of 
experiences between healthcare workers, audit and feedback. 
The quality improvement approach as well as the appropriate 
infrastructure enabled most health facilities to improve; in the 
absence of quality improvement in health systems, technology is 
likely to fail or be suboptimal in effectiveness.

There was variability in the effectiveness of the intervention 
by health facility, while most health facilities demonstrated a 
reduction in mortality from pneumonia and overall paediatric 
deaths, 5 health facilities experienced an increase in the IR for 
pneumonia and 11 health facilities experienced an increase in 
the overall paediatric mortality. The numbers of cases contrib-
uted by each of these facilities individually were small and there-
fore prone to IR changes with one or two additional deaths. This 
is except in one larger district hospital (Kainantu) where case 
ascertainment of deaths may have been greater in the postinter-
vention era, and the postintervention pneumonia mortality was 
3.8% out of nearly 1000 pneumonia admissions, comparable 
with many good medium- sized provincial hospitals. It is a fact 
however that the intervention was not as effective in some health 
facilities as it was others, and we identified some health facilities 
early as not functioning well enough to sustain this intervention. 
The reasons are varied, which underlines that a quality improve-
ment approach is needed, where local gaps can be identified and 
addressed, and emphasises that there are basic health system 
and health facility pre- requisites for any health care initiative 
to succeed.

Our study was a before- and- after study. The limitations of the 
design include the possibility of secular trends in case numbers 
and mortality rates over time, ascertainment bias and altered 
thresholds for hospital admission. We took many steps to avoid 
bias, including using the same mechanism of data collection 
in the pre- era and post- era and using the most complete data 
collection method possible. Clinical staff knew about the eval-
uation of the solar oxygen system; however, they did not know 
that outcome data were derived from ward admission record 
books. The accuracy with which data were recorded did not 
change during the study. There were significantly fewer children 
with pneumonia admitted in the postintervention era, and this 
requires some consideration.

Among interventions that may have reduced child pneumonia 
numbers and overall child deaths in PNG, the Haemophilus 
influenza type b conjugate vaccine was introduced in 2008, and 
the pneumococcal conjugate vaccine (PCV-13 valent) was intro-
duced in 2014. Coverage was very low in the early years for 
PCV-13; an estimated 20% of children had received PCV-13 in 
2015 and 2016. This increased to 36% in 2017 and remained 
static at 35% in 2018–2019.18 PCV coverage rates may even be 
overestimated as they are based on DTP-3 data, the assumption 
being that all children receiving DTP-3 will also have received 
PCV, as it is given at the same time. At least in the early years, 
distribution of PCV-13 was not as uniform as DTP. Independent 
evidence from the PNG Demographic and Health Survey 2016–
2018 indicated only 35% of children had received all basic vacci-
nations by 12–23 months of age (including PCV-13).19 We do 
not have specific data on PCV-13 coverage from the districts in 
which this study was conducted, and in these remote districts 
lower than national average, coverage is likely. However, conju-
gate vaccines may have changed the proportion of children with 
bacterial pneumonia and lowered the risk of mortality in the era 
2016–19 compared with 2012–15.

Other secular trends, such as overall falls in child mortality, may 
affect preintervention and postintervention studies conducted 
over long periods of time. Comparison of the Demographic 
and Health Surveys data between 2006 and 2016–2018 shows a 
reduction in estimated overall child mortality (74 to 49 per 1000 
live births) and infant mortality (57 to 33 per 1000 live births) 
in PNG.19 It is possible that this oxygen programme contributed 
to that reduction given the scale of the project, involving health 
facilities serving 1.3 million people, about 14% of the 8.8 million 
population of PNG, and the regions where child mortality has 
historically been highest. However these overall improvements 
in child mortality may partly account for some of the outcomes 
we observed.

We did not collect other demographic data that may help 
explain the trends observed; however, PNG DHS provide data 
on health- related behaviour, social and economic changes. 
Between 2006 and 2016–2018, there was no evidence of an 
improvement in care seeking for an acute respiratory infection in 
the country overall, and the proportions of women delivering in 
a health facility, and breastfeeding rates, were both unchanged.19 
Parental educational attainment improved in PNG in that time, 
and mobile telephone ownership has increased markedly. While 
these may partly account for the lower overall child mortality 
rates in that time, there were few other changes over the years 
2006 to 2016–2018 that might influence pneumonia rates or 
care seeking. Housing materials remained similar; water and 
sanitation in rural areas remained unimproved for the majority 
of rural populations.19 Rural communities, including those in this 
study, remain far more disadvantaged in every statistic. Advances 
in health outcomes are aggregates of progress in many sectors; 
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new vaccines, contemporaneous economic and social advances 
may be responsible for much of the effects observed in this study, 
but health service improvement from this intervention also likely 
played a key role.

Previously oxygen has been thought of as an essential drug,20 
but it is also an essential service. With the drive to increase facility 
births in low- income, high- mortality countries, health facilities 
have to reach a certain standard to signal to the community 
that they can provide a greater level of service than delivering 
at home; these essential services include power, clean water, 
oxygen, infection control and prevention, and sanitation.

Sustainability and expansion of such programmes require an 
accurate estimation of true costs and benefits, so that health 
administrators and governments can order priorities according 
to their needs and budget according to available resources. In 
a decentralised system where local health authorities have to 
decide on their health spending priorities, this project identi-
fied the full costs of such a health facility service upgrade. The 
estimated cost per death averted (US$6435) is more than the 
cost estimated in 2008 (US$1673 per life saved) in provincial- 
level hospitals, where power was generally reliable.5 Renewable 
power and logistics in remote areas add to the cost. However, 
renewable power also provided an unanticipated solution to the 
common problem of oxygen concentrators being damaged by 
frequent power surges (power surges do not occur with solar 
power). Moreover, solar power provided for other aspects of 
health system quality such as light and security. In many of the 
health facilities, a solar- powered light enabled for the first time 
greater safety of births at night. Other simple things, such as 
a health worker being able to recharge her mobile phone, and 
therefore communicate with a provincial paediatrician regarding 
a sick child, were enabled by the solar power. It is likely that 
some of the effect of the project on overall paediatric mortality 
was not from oxygen per se but the benefits of reliable power to 
the health facilities. Over 1500 referrals were avoided; the cost 
saved from this is hard to estimate, as cost saved from a referral 
differs markedly by family economic circumstances, geography, 
mode of transport and length of referral hospital stay. However, 
the transport costs are high from remote areas, deterioration in 
transit for a critically ill child is a common occurrence and the 
costs to families of being hospitalised away from their commu-
nity are high. So the broader cost savings, for the health service, 
communities and families, are very substantial.

There are very few recent analyses of cost per life saved 
from other pneumonia interventions. Early estimates of pneu-
mococcal vaccine cost per life saved was US$4500 for coun-
tries with under-5 mortality rates 25–99 per 1000 live births,21 
US$847–US$2555 in several South American countries22 and 
over US$22 000 in Brazil.23 Only estimates of community case 
management of pneumonia are lower, with published modelling 
estimates of US$150–350 per life saved.24 For community case 
management to be optimally effective, there must be district 
health facilities with effective basic infrastructure and quality 
care to deal with sicker children who need oxygen, monitoring 
and a level of care beyond mere provision of antibiotics.

Sustainability of such projects depends on a structure, capacity 
and resourcing for quality improvement. This includes technical 
capacity (such as skills in renewal and maintenance of infra-
structure and equipment), clinical capacity including continuing 
professional development for healthcare workers, financing of 
rural health services to meet basic needs and development of 
simple data systems that can be used for quality improvement 
initiatives. There are many locations in the world where such 
health system improvements are needed.

CONCLUSIONS
In low- income countries, solar- powered oxygen and a contin-
uous quality improvement programme may reduce child 
mortality and deaths from pneumonia, allow healthcare to be 
provided closer to the community in which people live and be 
transformational for rural health services. However, this will 
only be effective if quality improvement can identify and address 
gaps and support staff to improve. Clinical quality improvement 
requires increases in human resources, education and structure, 
and these need strengthening in most low- income and middle- 
income countries.
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On-line Appendix I 

 

 

System design and engineering calculations   

 

CIRCUIT 1  

Description   Value   Unit  

Load in Watts  1339  Watts  

Days of Autonomy  3  Days   

System Voltage   24  Vdc   

SOLAR MODULE SPECS  
 

Maximum Power    250  Watts   

Maximum Voltage   29.8  Volts   

Maximum Current   8.39  Amps   

Open Circuit Voltage   37.6  Volts   

Short Circuit Current   8.92  Amps   

Temperature Coefficient of Pmax   -0.42  %/°C  

Temperature Coefficient of Voc   -0.32  %/°C  

Temperature Coefficient of Isc   0.05  %/°C  

Power Tolerance fman   -0/+5  W  

ENVIRONMENT CONDITIONS & LOSSES   

De-rating factor for direct fdirt   2  %  

Peak Sun Hours   4.53  Hrs/day  

Design Maximum Ambient Temperature   30  °C  

Design Minimum Ambient temperature   17  °C  

Site Maximum Ambient Temperature   30  °C  
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On-line Appendix I 

 

 

Inverter surge power/system voltage=5500W/24V=229.17A….250A HRC Fuse  

  

Inverter AC Side Breaker  Inverter AC surge power/AC system voltage=5500W/240=22.9…..32A Main Switch  

  

Yearly Average Energy Yeild  

Overall system efficiency  𝑓𝑠𝑦𝑠𝑡𝑒𝑚 = 𝑓𝑖𝑛𝑣 𝑥 𝑓𝑣𝑜𝑙𝑡𝑑𝑟𝑜𝑝𝐴𝐶𝐷𝐶 𝑥 𝑓𝑑𝑖𝑟𝑡 𝑥 𝑓𝑡𝑒𝑚𝑝 𝑥 𝑓𝑚𝑎𝑛 𝑡𝑜𝑙   
               = 0.93 𝑥 0.98 𝑥 0.98 𝑥 0.91 𝑥 1  

  = 𝟎. 𝟖12……81.2%  

  

Expected yearly output of the system  𝐸𝑎𝑣𝑔 = 𝑁𝑜. 𝑜𝑓 𝑝𝑎𝑛𝑒𝑙𝑠 𝑥 𝑃𝑚𝑜𝑑 𝑑𝑒𝑟𝑎𝑡𝑒𝑑 𝑥 𝑝𝑒𝑎𝑘 𝑠𝑢𝑛 ℎ𝑜𝑢𝑟𝑠 𝑥 366 𝑑𝑎𝑦𝑠 𝑥 𝑓𝑠𝑦𝑠𝑡𝑒𝑚  

    = 18 𝑥 220.41𝑊 𝑥 4.53 𝑥 365 𝑥 0.812  

    = 𝟓. 𝟑𝟑 𝑴𝑾𝒉/𝒚𝒆𝒂𝒓 
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On-line Appendix I 

 

 

 

Solar panel configuration at Kainantu District Hospital, Eastern Highlands Province, PNG  
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On-line Appendix I 

 

 

 

Solar panel configuration at Keripia Health Centre, Western Highlands Province, PNG 
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Gumine health centre, Simbu Province 
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On-line Appendix I 

 

 

 

Construction of solar system Ialibu Health Centre, Southern Highlands Province  
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Map of Papua New Guinea, showing locations of participating health facilities in provinces  
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On-line Appendix I 

 

 

 

Locations of health facilities in highlands provinces (map enlargement) 
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Online appendix II 

 

 1 

Training course in Hospital Care for Children and Quality 

Improvement 

Day 1 - Monday - Respiratory disease, oxygen therapy, the stages of management of 

any sick child 

 

Time Activity Presenter 

0830-0845 Opening, Welcome  

0845 – 0915 
Introduction to the Hospital Care for Children 

program 

Introductions of participants and facilitators 

Aims and objectives of the workshop: 

 To be able to use the Hospital Care for 

Children guidelines in everyday clinical 

practice 

 To understand the stages of 

management of any sick child 

 Train in the use oxygen concentrators 

and pulse oximeters 

 Train in quality improvement in pediatric 

care 

 

0915-1030 Cough and difficult breathing, clinical case II 

Child with severe respiratory distress 

The stages of management of any sick child 

 

1030 – 1100 Tea break  

1100-1130 Respiratory case videos  

1130 -1300 
Practical, hand-on training in oxygen 

concentrators, oximeters, oxygen analysers. 

Biomedical 

engineer 

1300-1400 Lunch break   

1400-1600 
Practice on the paediatric ward 

Small groups, coaching method of teaching 

Problem solving  

All facilitators, 

small groups of 4-5 

1600 – 1630  Tea break   

1630-1630 Recap, discussion and questions  
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Online appendix II 

 

 2 

Day 2 – Tuesday – Diarrhoea, Fever and Malnutrition 

Time Activity Presenter 

0830-0930 Diarrhoea and dehydration  

0930-1030 Fever, clinical case  

1030 – 1100 Tea break  

1100 – 1230 Severe malnutrition, clinical case  

1230- 1330 Lunch break  

1330-1600 Clinical practice using the WHO guidelines in 

Paediatric ward  

Small groups, coaching method of teaching, 

problem solving 

Practical oxygen concentrator teaching in ward 

All facilitators, small 

groups of 4-5  

1600-1630 Recap, discussion and questions  
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Online appendix II 

 

 3 

Day 3 – Wednesday – Neonatal Care 

Time  Activity Presenter 

0815-0830 Neonatal illness in Papua New Guinea - overview  

0830-0900 Early Essential Newborn Care   

0900 – 0945 Young infants with infections, clinical case   

0945 – 1030 The low birth weight baby, clinical case  

1030 - 1045 Tea break   

1045 – 1200 Birth asphyxia, clinical case 

Practical training: Neonatal resuscitation and Early 

Essential Newborn Care 

Coaching method of teaching 

 

1200-1230 Clinical signs of serious neonatal illnesses   

1300 - 1400 Lunch break   

1400 - 1600 
Clinical practice in Neonatal Ward 

Safe oxygen use in neonatal care 

Problem solving 

All facilitators, small 

groups of 4-5 

1600 - 1630 Recap, discussion, sharing of experiences  
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 4 

Day 4 – Thursday - HIV, TB and chronic illnesses in children and adolescents 

 

0830-0900 Chronic illnesses in children and adolescent 

health overview 

 

0900-1000 HIV, clinical care  

1000-1100 Tuberculosis, clinical case  

1100-1130 Tea break  

1130-1215 How to recognize multi-drug resistant 

tuberculosis in children (MDR-TB) 

 

1215-1300 Rheumatic heart disease, clinical case  

1300-1400 Lunch break  

1400-1600 Clinical practice on the Paediatric ward 

Talking to adolescents about health concerns 

Coaching method of teaching 

All facilitators, 

small groups of 4-5 

1600-1630 Tea break  

1630-1700 Recap, discussion, sharing of experiences  
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 5 

Day 5.  Friday – Surgical problems and preventing infections 

 

0800-0915 Burns in children  

0915-1030 Trauma and drowning in children  

1030-1100 Revision 

Prevention of hospital-acquired infections 

 The 5 moments of hand-hygiene and 

other infection control procedures 

 Preventing spread of respiratory viruses, 

use of personal protective equipment 

 

1030-1100 Tea break  

1100-1200 Mortality auditing and continuous quality 

improvement  

 

1200-1300 Lunch break  

1300-1400 Quiz on Hospital Care for Children, Oxygen 

concentrators and Quality Improvement 

 

1400-1430 Test discussion and feedback  

1430 Presentation of certificates, close  

 

Course material available at: 

https://pngpaediatricsociety.org/hospital-care-for-children-training-

modules/ 
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 Era 
Paediatric 

admissions 
Paediatric deaths 

Pneumonia 

admissions 
Pneumonia deaths Births Neonatal deaths 

Paediatric 

referrals 

 

Health facilities  Number Years Number Years Number Years Number Years Number Years Number Years Number Years 

Tinsley health centre Pre 475 3 13 3 226 3 1 3 638 3 9 3 26 3 

Tinsley health centre Post 1074 4 14 4 234 4 3 4 840 4 8 4 50 4 

Togoba health centre Pre                737 3 4 3 64 3 

Togoba health centre Post                377 4 4 4   0 

Keripia health sub-centre Post 108 4 1 4 78 4 1 4 196 4 0 4 10 4 

Keripia health sub-centre Pre 42 3 0 3 26 3 0 3 178 3 3 3 18 3 

Kindeng health centre Pre 257 3 0 3 82 3 0 3 251 3 2 3 21 3 

Kindeng health centre Post 6 3 0 3 2 2 0 2 294 4 2 4 0 3 

Sigmil health sub-centre Pre 85 3 22 3 67 3 7 3 210 3 10 3 54 3 

Sigmil health sub-centre Post 213 4 0 4 114 4 0 4 325 4 0 4 10 4 

Nondugul health centre Pre 233 3 9 3 46 3 1 3 486 3 1 3 25 3 

Nondugul health centre Post 230 4 0 4 115 4 0 4 272 4 0 4 0 4 

Chuave health centre Pre 695 3 3 3 351 3 3 3 893 3 7 3 51 3 

Chuave health centre Post 664 4 5 4 344 4 1 4 865 4 2 4 26 4 

Kerowagi health centre Pre 1075 3 2 3 570 3 1 3 649 3 4 3 35 3 

Kerowagi health centre Post 853 4 2 4 413 4 1 4 692 4 1 4 34 4 

Mingende rural hospital Pre 2711 3 84 3 611 3 27 3 2398 3 26 3 371 3 

Mingende rural hospital Post 2083 4 25 4 654 4 3 4 1553 4 9 4 155 4 

Goglme health centre Pre 299 3 5 3 157 3 3 3 421 3 4 3 32 3 

Goglme health centre Post 154 4 2 4 58 4 0 4 266 4 0 4 9 4 

Gembogl health centre Pre 216 3 8 3 100 3 5 3 343 3 4 3 15 3 

Gembogl health centre Post 220 4 5 4 124 4 2 4 411 4 0 4 11 4 

Gumine health centre Pre 879 3 8 3 404 3 5 3 542 3 12 3 64 3 

Gumine health centre Post 903 4 8 4 450 4 0 4 529 4 1 4 61 4 

Laiagam health centre Pre 39 3 8 3 31 3 1 3 579 3 13 3 13 3 

Laiagam health centre Post 18 1 0 1 12 1 0 1 1054 4 0 4 0 1 

St Mary's Yapum health 

centre 
Pre 144 2 18 2 65 2 12 2 178 2 2 2 29 2 

St Mary's Yapum health 

centre 
Post 96 4 7 4 47 3 1 3 166 4 4 4 96 4 

Yampu health centre Pre 775 2 37 2 220 2 16 2 570 2 4 2 66 2 

Yampu health centre Post 1306 4 26 4 321 4 6 4 526 3 5 3 0 4 

Mambisanda district 

hospital 
Pre 1149 3 27 3 403 3 17 3 1302 3 7 3 59 3 
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Mambisanda district 

hospital 
Post 865 4 28 4 178 4 4 4 116 1 1 1 27 4 

Kompiam district hospital Pre 374 3 27 3 142 3 16 3 402 3 8 3 30 3 

Kompiam district hospital Post 471 3 5 3 110 3 0 3 312 4 7 4 0 3 

Piaime health centre Pre 1890 3 89 3                 81 3 

Piaime health centre Post 51 1 1 1                 2 1 

Ialibu district hospital Pre 556 3 12 3 194 3 7 3 780 3 4 3 163 3 

Ialibu district hospital Post 1025 4 34 4 350 4 8 4 1361 4 10 4 58 4 

Wabag hospital Pre 2231 3 149 3 932 3 71 3 4784 3 31 3 120 3 

Wabag hospital Post 3228 4 213 4 876 4 24 4 5008 4 64 4 25 4 

Pomio health centre Pre 75 2 16 2 45 2 5 2 85 2 9 2 35 2 

Pomio health centre Post 129 4 3 4 34 4 0 4 244 4 2 4 2 4 

Det health centre Pre 244 3 7 3 109 3 3 3 562 3 2 3 73 3 

Det health centre Post 482 4 12 4 200 4 3 4 447 4 4 4 14 4 

Kaupena health centre Pre 766 3 11 3 359 3 3 3 583 3 2 3 132 3 

Kaupena health centre Post 485 4 5 4 206 4 2 4 538 4 2 4 18 4 

Kagua health centre Pre 57 3 4 3 23 3 3 3 225 3 1 3 30 3 

Kagua health centre Post 92 4 1 4 29 4 0 4 295 4 0 4 4 4 

Pangia health centre Pre 303 3 9 3 173 3 7 3         110 3 

Pangia health centre Post 25 1 0 1 6 1 0 1         1 1 

Kundiawa hospital Pre 7279 4 502 4 1560 4 88 4 4176 3 108 3 1 3 

Kundiawa hospital Post 3866 3 238 3 792 3 22 3 3401 3 136 3   0 

Kainantu district hospital Pre 576 3 8 3 472 3 2 3 2618 3 3 3 24 3 

Kainantu district hospital Post 2652 4 119 4 977 4 37 4 4216 4 23 4 136 4 

Lufa health centre Pre 292 3 8 3 153 3 5 3 240 3 2 3 17 3 

Lufa health centre Post 292 4 4 4 127 4 1 4 299 4 2 4 17 4 

Okapa health centre Pre 286 3 4 3 180 3 2 3 260 3 2 3 28 3 

Okapa health centre Post 205 4 0 4 96 4 0 4 355 4 0 4 7 4 

Onamuga health centre  Pre 688 3 18 3 297 3 15 3 485 3 7 3 31 3 

Onamuga health centre  Post 512 4 12 4 291 4 4 4 573 4 2 4 38 4 

Kassam health centre Pre 211 3 5 3 107 3 3 3 613 3 2 3 17 3 

Kassam health centre Post 116 4 10 4 36 4 3 4 451 4 3 4 10 4 

Obura health centre Pre 317 3 6 3 216 3 4 3 188 3 0 3 34 3 

Obura health centre Post 148 4 6 4 76 4 1 4 247 4 4 4 15 4 
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Online appendix III.  Data on overall paediatric admissions, pneumonia admissions, births and neonatal deaths, and referrals, by hospital and by era.  

Kesevaka health centre Pre 98 2 6 2 38 2 2 2 79 3 0 3 41 3 

Kesevaka health centre Post 16 3 2 3 8 2 0 2 150 4 2 4 1 3 

Kwikila rural hospital Pre 123 3 7 3 33 3 1 3 2102 3 1 3 22 3 

Kwikila rural hospital Post 307 4 1 4 53 4 0 4 1252 4 3 4 46 4 

Gaubin rural hospital Pre 870 3 74 3 287 3 18 3 1223 3 8 3 13 3 

Gaubin rural hospital Post 1096 4 38 4 407 4 10 4 1221 4 16 4 35 4 

Veifa rural hospital Pre 473 2 6 2 319 2 0 2 663 2 0 2 25 2 

Veifa rural hospital Post 379 2 8 2 151 2 0 2 406 2 3 2 20 2 

Vanimo hospital Pre 2424 4 159 4 431 4 14 4 3190 3 68 3 1 3 

Vanimo hospital Post 1065 2 21 2 135 2 14 2 1518 2 29 2   0 

Gerehu hospital Pre 1951 2 21 2 799 2 9 2         364 2 

Gerehu hospital Post 1731 2 11 2 601 2 2 2         216 2 

Totals  58324 236 2259 236 18933 229 530 229 64409 232 719 232 3397  
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